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The first chapter gives an introduction to intracoronary
thermography as a vulnerable plaque detection technique.
It starts with a description of coronary heart disease, the
number one cause of death worldwide. It then focusses
on atherosclerosis, a progressive, inflammatory disease
mainly found in the large arteries. Its developmental
stages can be subdivided according to the AHA classifi-
cation. One of the developmental stages of atherosclero-
sis concerns the vulnerable plaque, of which the socalled
TCFA is the most common type. The chapter then contin-
ues with vulnerable plaque detection methods, based on
anatomical features and other characteristics of the vul-
nerable plaque. Anatomical features of the vulnerable
plaque include a thin fibrous cap, a large lipid pool and
macrophage infiltration. Other characteristics used for
vulnerable plaque detection are high-strain spots, inflam-
matory markers and increased temperature. The chapter
concludes with the scope and outline of this thesis.
CHAPTER 1
VULNERABLE PLAQUE AND
ITS DETECTION
1.1 CORONARY HEART DISEASE
Cardiovascular disease, causing 16.7 million deaths annually worldwide, is
currently known to exist typically in developed countries (WHO 2003, Mackay
2004). In fact, twice as many deaths from cardiovascular disease now occur in
developing countries as in developed countries. Coronary heart disease, one
manifestation of cardiovascular disease, is the leading cause of death world-
wide, causing around 7.2 million deaths per year worldwide. Since 1990, more
people have died from coronary heart disease than from any other cause.
Risk factors for coronary heart disease can be divided into modifiable and
non-modifiable risk factors (WHO 2003, Mackay 2004). The most important
modifiable risk factors include high blood pressure, tobacco use, high choles-
terol, alcohol, obesity, low fruit and vegetable intake and physical inactivity.
Non-modifiable risk factors are advancing age, heredity or family history, gen-
der and ethnicity. Presence of risk factors differs among countries. Approxi-
mately 75% of cardiovascular disease cases can be attributed to conventional,
modifiable risk factors, which makes it a disease typical for developed coun-
tries, even though coronary heart disease is decreasing in many of them. In
developing and transitional countries it is increasing, partly as a result of in-
creasing longevity, urbanization and lifestyle changes. In absence of elevations
of these risk factors, coronary heart disease is a rare cause of death.
1.2 ATHEROSCLEROSIS
Coronary heart diseases are the diseases of the blood vessels supplying the
heart muscle with blood. When the heart, or part of it, is deprived of oxy-
gen, ischemia occurs, which is most frequently caused by advanced stages of
atherosclerosis. Atherosclerosis is a progressive, inflammatory disease char-
acterized by accumulations of lipids and fibrous tissue in the large arteries.
Sites predisposed to lesion formation include branch points of arteries, such as
bifurcations and side branches, which experience disturbed flow. These sites
usually show adaptive intimal thickening, which can be interpreted as an at-
tempt to maintain normal conditions of flow and wall tension by a range of
physiological stimuli in the tissue (Stary 1992, Falk 1995, Libby 2002).
Even though the stages of atherosclerotic disease cannot be neatly sepa-
rated, atherosclerosis can be divided into a number of developmental stages,
according to the AHA classification (Stary 1994, Stary 1995, Stary 2000). The
normal, healthy intima consists of endothelial cells, smooth muscle cells and
isolatedmacrophages embedded into the extracellular matrix, and is separated
from the media by the internal elastic lamina (Stary 1992). The very initial
10
changes of the intima, showing an increase in the number of macrophages and
the appearance of foam cells, are named type I lesions (Stary 1994). These can
develop into type II lesions, in which layers of macrophage foam cells and lipid
droplets within intimal smooth muscle cells are seen. Also, minimal coarse-
grained particles and heterogeneous droplets of extracellular lipid is visible.
This category includes the first grossly visible lesion, called the fatty streak.
Type III lesions are those linking type II lesions to the advanced lesion types,
and are characterized by separate pools of extracellular lipid in addition to the
components of type II lesions.
Advanced lesions, type IV through VIII, are those in which intimal lipid
accumulation is associated with intimal disorganization, thickening, and com-
plications such as fissure, hematoma and thrombosis (Stary 1995, Stary 2000).
Advanced lesions may produce symptoms, but the lesions that precede them
are clinically silent. A type IV lesion shows intimal disorganization due to a
lipid core, and is also called atheroma. This lesion type is usually eccentric and
minimally narrowing the lumen. The periphery of the lesion may be vulner-
able to rupture, due to the abundant presence of macrophages. When fibrous
tissue increases in the nearly normal intimal cover of endothelial cells of lesions
of type IV, the lesion evolves to a type V lesion. Type VI lesions originate from
one or more additional features of disruption of the lesion surface of either a
type IV or V lesion. These features include hematoma, hemorrhage and throm-
botic deposits. These complicated lesions usually obstruct the lumen and are
symptom producing. Instead, type IV and V lesions may also develop into
lesions in which calcification predominates, type VII lesions, or into lesions in
which fibrous tissue changes predominate, type VIII lesions.
1.3 VULNERABLE PLAQUE
Plaque disruption with superimposed thrombosis is the main cause of acute
coronary syndromes, such as unstable angina, myocardial infarction and sud-
den death. Plaques that are at increased risk of thrombosis and rapid stenosis
progression are called vulnerable plaques, and can be divided into plaques
prone to rupture, plaques prone to erosion and plaques containing a calcified
nodule (Virmani 2000, Schaar 2004a).
Plaque rupture is the most common cause of coronary thrombosis, and in
retrospective studies it was shown that these plaques were inflamed, thin cap
fibroatheromas (TCFA). The TCFA, labeled a type IV lesion in the AHA clas-
sification scheme, is characterized by a lipid-rich atheromatous core, a thin
fibrous cap with macrophage and lymphocyte infiltration together with de-
creased smoothmuscle content, and expansive remodeling (Falk 1995, Virmani
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2000, Schaar 2004a).
The necrotic core area of a TCFA comprises on average 23 ± 17% of the
cross-sectional plaque area and is on average 1.7 ± 1.1 mm2 mm in size. This
necrotic core is of 120◦ circumference in 75% of the lesions. The cap thickness
that distinguishes high-risk vulnerable plaques from stable plaques is 65 µm.
The length of a TCFA is on average 8 mm, varying between 2 and 17 mm
(Burke 1997, Kolodgie 2004).
1.4 DETECTION OF THE VULNERABLE PLAQUE
Vulnerable plaques are high-risk plaques, being at risk to rupture, so their
timely detection and optimized treatment is necessary to prevent acute clinical
events. Obtaining knowledge on the developmental stages of these plaques,
and thereby knowing their natural history, is therefore necessary. This requires
both identification of the plaque and the ability to study its anatomical features
and its other characteristics non-destructively over time. Currently, no sin-
gle technique exists that can conclusively identify a vulnerable plaque, though
many techniques are currently in development.
1.4.1 ANATOMICAL FEATURES
Anatomical features of a vulnerable plaque include the large lipid pool, a thin
fibrous cap and presence of macrophages. Several imaging techniques aim at
identifying and evaluating these features.
Lipid cores appear as an echolucent zone in intravascular ultrasound
(IVUS) images. A firm relationship has not yet been proven, since other tis-
sue components may have identical acoustic properties and thus appear sim-
ilar (Nissen 2001). Spectral analysis of IVUS radiofrequency data is currently
in development, and can discriminate between fibrous tissue, fibrolipidic tis-
sue and tissue containing calcium. Sensitivity values of 89, 41 and 68% were
reached, respectively (Nair 2002). It was shown that using computed tomogra-
phy one can detect plaques and distinguish between calcified and non-calcified
plaques (Ferencik 2006). For identifying lipid cores, 64-slice computed tomog-
raphy (CT) revealed encouraging results, although use is currently limited due
to a high interobserver variability for determining plaque volume (37%). The
interobserver agreement to identify atherosclerotic sections was good (0.75)
(Leber 2006). Due to the high spatial resolution required and the motion arte-
facts related to the beating heart, lipid core identification in coronary arteries
by magnetic resonance imaging (MRI) is not yet feasible (Yuan 2004). Lipid
core identification by MRI in larger and less mobile arteries such as the aorta
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and carotid artery were shown to be possible (Fayad 2000, Shinnar 1999). Opti-
cal coherence tomography (OCT) has shown to distinguish the lipid core from
other tissue by the its appearance in the image, being signal poor and delin-
eated poorly with respect to the surrounding tissue (Yabushita 2002). Using
Raman spectroscopy, one can determine both the presence and composition of
a lipid core. This method is currently hampered, though, by long collection
times necessary to obtain good signal to noise ratios (van de Poll 2002).
Imaging of the cap of a TCFA requires a high spatial resolution. OCT, hav-
ing a spatial resolution of 10 µm, is currently the only method that can fulfil
this criterium for coronary vulnerable plaques in vivo (Jang 2005). The thin
cap appears as a thin signal-rich band overlying a large signal-poor region.
The major disadvantage of OCT is the need for flushing the artery.
Presence of macrophages in the cap of a vulnerable plaque can be deter-
mined with OCT (MacNeill 2004). Macrophage density was larger in unstable
patients, both for fibrous and lipid-rich plaques and sites of plaque rupture
demonstrated a greater macrophage density than non-ruptured sites. Using
nuclear imaging, presence of macrophages can be determined in vivo and non
invasively, by the radiolabeled tracer uptake by macrophages. One of the main
challenges in this field is the poor resolution of this approach, which favors
combining it with other imaging modalities (Davies 2005).
1.4.2 OTHER CHARACTERISTICS
Vulnerable plaque is currently recognized as an inflammatory disease, so in-
flammatorymarkers secreted by the plaque could point at presence of high risk
vulnerable plaques. C-reactive protein, metalloproteinases secreted by macro-
phages and pregnancy associated plasma proteins are suggested markers, but
other markers exist that are under study (Schwartz 2003). The disadvantage of
the current inflammatory markers is that they respond to a range of inflamma-
tory diseases, which disables detection of local inflammation seen in vulnera-
ble plaques. In addition, they cannot determine the location of a plaque due to
their systemic nature.
A functional feature by which vulnerable plaques can be detected is the
high strain resulting from the differing tissue elastic properties of soft and hard
tissues. Palpography can measure this strain by using cross-correlation anal-
ysis of radiofrequency ultrasound signals recorded at different intravascular
pressures. The number of high strain spots was shown to be lower for stable
angina patients than for unstable angina patients and patients that presented
acute myocardial infarction (Schaar 2004b).
Inflammation, as described by Celsus, shows signs regarding pain,
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swelling, redness and heat (Rocha e Silva 1978). This led to the assumption
that vulnerable plaques could be detected by thermographic methods (Cass-
cells 1996). Thermal heterogeneity in the coronary vessels exists, as is sug-
gested by the number of in vivo publications on this topic (Stefanadis 1998,
Verheye 2002a, Diamantopoulos 2003a, Krams 2005). Intracoronary thermog-
raphy is the topic of this thesis.
1.5 SCOPE AND OUTLINE
Detection of vulnerable plaques, or more generally the treatment of atheroscle-
rosis and other coronary artery diseases, can lead to optimal diagnosis and
treatment of patients. This is advantageous, not only from an ethical point of
view by saving lives, but also from an economical point by the ability to save
money. Coronary artery disease and the developmental stages of atheroscle-
rosis were described in this first chapter, as were ways to detect vulnerable
plaques. Intracoronary thermography, one of the vulnerable plaque detection
techniques, is the focus of this thesis.
After 1996, the year in which the first publication appeared that suggested
the possibility of vulnerable plaque detection using intracoronary thermog-
raphy, many data have been published. Large discrepancies can be noted in
the published data, though, and the reported temperatures are of decreasing
value. The data were obtained under differing experimental conditions, using
different catheters, which could explain part of this discrepancy and decreas-
ing trend in reported temperatures. The influence of other unknowns, such
as blood flow, catheter design and plaque composition, might also play a role
in the clarification. Due to these reasons, the use of intracoronary thermogra-
phy as a vulnerable plaque detection technique is under debate. To elucidate
the parameters that influence intracoronary temperature measurements, and
to suggest ways to overcome the difficulties in this field, we have performed
a number of studies, which are described in this thesis. These will help to
answer the main question: can intracoronary thermography be used as a vul-
nerable plaque detection technique?
To better understand the parameters of influence on thermographic mea-
surements, we have taken the task of identifying parameters that could con-
tribute to an explanation of the mentioned discrepancy and decreasing trend
in reported temperatures. We have done so by studying the field of intracoro-
nary thermography from a more fundamental point of view, and the results
of this study are described in chapter 2. The parameters were not only de-
duced from both the ex vivo and clinical studies that were published, but also
from the biological principles regarding heat generation and from the physical
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principles regarding heat transfer and heat detection.
The influence of a number of these parameters have been studied numer-
ically. These studies are described in chapters 3, 4 and 5. In chapter 3, the
influence of the blood flow through the lumen and the geometry of the heat
source was studied. The influence of plaque composition is described in chap-
ter 4. In this chapter, results describing the influence of the location of the heat
source in the plaque and the lipid-density of the plaque on temperature dis-
tribution on the lumen wall are given. The study described in chapter 5 deals
with the influence of the catheter on the intracoronary temperature readings.
Results showing the influence of its presence and its design are given.
From the results of the numerical studies described in chapters 3 through
5, it became clear that for optimal application of intracoronary thermography,
more information about the heat source causing the thermal heterogeneity is
needed. Knowledge of its location and heat production values appeared to be
key factors. For this, murine aortic arches containing atherosclerotic plaques
were studied with an infrared camera. The results of this study are described
in chapter 6. Chapter 7 concludes this thesis with a discussion of the studies
that were performed, and describes the implications of them. In addition, it
hands a future perspective for intracoronary thermography.
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BASED ON: ten Have AG, Gijsen FJ, Wentzel JJ, Slager CJ, Serruys PW, van der
Steen AF. Intracoronary thermography: heat generation, transfer and detec-
tion. EuroIntervention 2005;1:105-114.
Intracoronary thermography is a potential vulnerable
plaque detection technique of which the development is
ongoing. This chapter discusses the past and present sta-
tus of this technique from a more fundamental perspec-
tive, in which heat generation, heat transfer and heat
detection are considered. Details of the presumed heat
source, the macrophage clusters in vulnerable, atheroscle-
rotic plaques, are discussed. Heat transfer by ways of con-
duction, convection by blood flow and radiation are con-
sidered. Ways to detect heat that are currently used are
discussed and suggestions for both improvement of exist-
ing thermography catheters and utilization of unexplored
possibilities are given.
CHAPTER 2
HEAT GENERATION,
TRANSFER AND DETECTION
2.1 INTRODUCTION
It is suggested that increased plaque heat is a feature of plaques that are de-
nuded and inflamed and consequently at risk of thrombosis (Casscells 1996).
This heat might be due to increased metabolic activity of inflammatory cells,
such as macrophages, or due to enzymatic extracellular matrix breakdown.
Detection of heat could thus possibly lead to detection of vulnerable plaques.
The use of vulnerable plaque detection has recently been discussed (Mad-
jid 2004). The benefit of locating individual vulnerable plaques in a multifocal
disease is a topic of debate. Detecting individual vulnerable plaques can be
valuable for a number of reasons. Firstly, the natural history of the vulnerable
plaque is not fully known and to obtain more information on the development
of a vulnerable plaque one needs to be able to locate the individual vulnerable
plaques. Secondly, pharmacological treatment of vulnerable plaque needs to
be verified. And thirdly, there will be a group of people, of which the number
is unknown, that will rely on invasive treatment due to failure of pharmaco-
logical treatment for whatever reason. In addition, effects of pharmacological
agents can take a while to become effective, in which period it might be nec-
essary to detect the individual plaques, perhaps to even treat them invasively.
For these reasons one needs vulnerable plaque detection techniques that are
well validated.
After the first publication in this relatively new field in cardiology, the de-
tection of vulnerable plaques using thermographic methods (Casscells 1996),
many thoughts and results on this detection technique have been published. In
figure 2.1 some of the published temperatures have been plotted versus time.
The temperatures differences that were published have decreased over time,
but are still of significant value to conclude that thermal heterogeneity exists
in vivo. Based on these values it is worthwhile to continue studying the ex-
act details of the origin and the consequences of this thermal heterogeneity.
This review tries to determine what needs to be measured and which pitfalls
arise when measuring temperatures in vivo. In addition, it suggests ways to
overcome these problems.
2.2 HEAT
A heat source embedded in arterial wall tissue will generate heat, which is
transferred to its surroundings, thus causing a temperature difference, which
can be detected. The temperature difference depends on a large number of
parameters and processes. First of all, it depends on the amount of heat that is
generated and on the location and the size of the source. Secondly, on how the
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FIGURE 2.1: A selection of published intracoronary thermography data. Temperatures
measured either ex vivo on human atherosclerotic tissue (a) or in vivo in
human coronary arteries (b through m). Solid lines: reported temperature
ranges, symbols: reported mean values. Diamonds: needle thermistor,
squares: hydrofoil thermistor catheters, downward triangles: basket ther-
mocouple catheter, circles: thermistor catheter. a: Casscells et al (Casscells
1996), b: Stefanadis et al (Stefanadis 1998), c: Stefanadis et al (Stefanadis
1999), d: Stefanadis et al (Stefanadis 2000), e: Toutouzas et al (Toutouzas
2000), f: Stefanadis et al (Stefanadis 2001), g: Toutouzas et al (Toutouzas
2001), h: Stefanadis et al (Stefanadis 2002), i: Webster et al (Webster 2002),
j: Verheye et al (Verheye 2002c), k: Stefanadis et al (Stefanadis 2003b), l:
Schmermund et al (Schmermund 2003), m: Toutouzas et al (Toutouzas
2004).
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heat is transferred, and thirdly, on how it is measured.
2.2.1 HEAT GENERATION
The mechanism by which the observed heat production of plaques occurs is
unknown, but most evidence points towards high metabolism of macropha-
ges. Macrophages are abundantly present in vulnerable plaques, bordering the
atheromatous core, and are located in the fibrous cap, especially near the shoul-
der regions of the cap (Falk 1995). Speculations have been made with regard
to the processes that are involved in the heat generation, including the high
metabolic activity of inflammatory cells, the presence of the uncoupling pro-
tein 2 (UCP-2) in the macrophages (Zarrabi 2002, Madjid 2002, Verheye 2002b),
and lipid endocytosis and conversion by macrophages (Falk 1995). In addi-
tion, the action of matrix metalloproteinases (MMPs) secreted by macrophages
(Falk 1995) might include exothermal processes.
MACROPHAGE METABOLISM
The turnover rate for the total ATP content of the macrophage in culture is
about 10 times per minute, being an order of magnitude higher than a typical
mammalian cell (Alberts 1989), which indicates that macrophages have a high
metabolic rate (Newsholme 1989).
Oxygen consumption of the arterial wall increased up to a certain level with
increasing degree of atherosclerotic involvement, and a supposed increase in
foam cell density (Bjornheden 1987). This might be explained by an increased
oxygen consumption of isolated foam cells, which was three times higher than
that of isolated smooth muscle cells. However, with increasing intima thick-
ness the available diffusion capacity for oxygen and nutrients, including glu-
cose, to deeper parts of the lesion may become insufficient, which leads to a
relative decrease in cellular oxygen consumption of the more diseased athero-
sclerotic tissue samples (Bjornheden 1987).
MECHANISMS RESPONSIBLE FOR INCREASED ENERGY CONSUMPTION
Enzymatic extracellular matrix degradation Microcalorimetric analysis of
bacterial collagenase degradation of porcine pericardium tissues revealed that
the heat released during degradation correlates well with the degree of tissue
degraded (Sung 1997). Therefore, the MMP related breakdown of extracel-
lular matrix in atherosclerotic plaques might also be an exothermal process.
Toutouzas et al (Toutouzas 2001) have demonstrated that patients with acute
coronary syndromes show increased MMP-9 concentration, which was well
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correlated with temperature differences between the atherosclerotic plaque
and the normal vessel wall.
Lipid metabolism After the uptake of modified lipids by macrophages
through various routes of endocytosis, most of the lipids are finally trans-
ported into lysosomes, digested therein, and degraded into amino acids and
free cholesterol, which is released into the cytosol and further into the extracel-
lular space. In the cytosol, the free cholesterol is trapped in a continued cycle of
esterification and hydrolysis, which is called the cholesterol ester cycle (Taka-
hashi 2002) that wastes ATP (Brown 1980). The rate of cholesterol esterification
is positively correlated with the cholesterol content of arterial segments from
atherosclerotic animals (St Clair 1976).
Uncoupling proteins The uncoupling protein (UCP-1), also called thermo-
genin, is a protein that is found exclusively in brown adipose tissue (BAT)
in mammals. Thermogenesis, or heat production, in BAT depends largely
on UCP-1 activity (Palou 1998). Of the UCP-1 molecule, a number of homo-
logues exist, of which UCP-2 has been speculated to cause the temperature
increase in vulnerable plaques (Kockx 2000). Advanced complicated athero-
sclerotic plaques have shown a dense infiltration of macrophages of which a
subpopulation strongly expressed UCP-2. The UCP-2 positive macrophages
were associated with oxidized lipids, iNOS and nitrotyrosine and a fraction
showed apoptosis. Whether UCP-2 acts thermogenic in any tissue is still un-
der debate (Nedergaard 2003).
MACROPHAGE HEAT PRODUCTION
Macrophage metabolism, and thus heat generation, can be measured in vitro
using microcalorimetry. Heat production values of non-phagocytosing mouse
macrophages were shown to be 300 to 2500 x 10-12 cal (0.072 to 10.5 x 10−9
J) per cell per scan, its value decreasing upon increasing cell density (Loike
1981). This corresponds to 0.78 to 6.5 pW per cell. The generated heat was
primarily due to glucose metabolism, and glycolysis was a major contributor
to the produced heat.
Heat production values of alveolar rabbit macrophages grown in a mono-
layer were 19.4 ± 3.2 pW per cell (Tho´ren 1990). Adding 20% homologous
rabbit serum to the growth medium increased the heat production to 27.0 ±
2.0 pW per cell.
Heat production values of phagocytosing peritoneal mouse macrophages
were measured in different experimental conditions (Charlebois 2002). Mean
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heat production values for resting cells were 20.6± 10.1 and 16.2± 3.1 pW per
cell. When e.g. lipopolysaccharide bounded high-density polyethylene parti-
cles were phagocytosed, these values could rise up to 92 pW per cell, implying
an increase of up to five times the basal value.
2.2.2 HEAT TRANSFER
Transfer of thermal energy, or heat transfer, between two objects occurs only
when the objects are at different temperatures and its direction is from a region
of higher temperature to a region of lower temperature. This occurs either by
conduction, convection, radiation, or by a combination of these depending on
the media involved.
CONDUCTION
Conduction, figure 2.2A, is the transfer of heat through a solid or fluidmedium
due to a temperature gradient by the exchange of molecular kinetic energy
during collisions of molecules.
Thermal parameters governing this process are the specific heat capacity
(how many Joules are needed to raise a certain amount of the material one ◦C)
and the heat conductivity (the amount of Joules per second (Watts) that pass
a certain distance of material driven by a temperature difference of one ◦C).
Materials can be divided into conductors, for example metals, known for their
ability to transfer heat fast, and insulators, for example air and most plastics,
which have low heat conductivity values. Fatty tissue is also known for its
insulating properties (Duck 1990), so lipid present in the lipid core of a vulner-
able plaque is likely to behave as an insulating material and may obstruct the
transfer of heat produced by macrophages to its neighborhood.
CONVECTION
Convection, figure 2.2B, is the transfer of heat due to bulk motion of the
medium. Heat produced by the vulnerable plaque will be transferred through
thewall bymeans of conduction as described above. Once arrived at the lumen
wall it will be transported by the flow of blood. Distal from the heat source,
the heat can be transferred back to the lumen wall by conduction.
Parameters influencing the blood flow profile, such as curvature of the ves-
sel and presence of a catheter, will result into changes of temperature distribu-
tion. Increase of local flow velocity will decrease the temperatures at the lumen
wall (ten Have 2004). In addition, pulsatility might effect the measurement,
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FIGURE 2.2: Different ways of heat transfer. A: conduction, B: conduction and convec-
tion, C: radiation and absorption.
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since pulsating axial velocity produces a pulsating temperature distribution
(Craciunescu 2001).
In a recently published review (Diamantopoulos 2003b) different ways of
heat transfer are also identified. In the paper it is stated that convection is
nonsignificant due to the strong blood flow. Clearly, just because of the strong
blood flow in the lumen, convection cannot be neglected (ten Have 2004). This
can be deduced from the Peclet number, that expresses the ratio of heat dis-
tributed by convection to the heat distributed by conduction, which has a value
in the order 1x103 for coronary arteries and normal physiological blood flow
(ten Have 2004).
RADIATION AND ABSORPTION
Heat transfer due to radiation, figure 2.2C, is energy transfer via electromag-
netic waves. Every object radiates electromagnetic waves, the amount and the
wavelength depending on the temperature and its emissivity (how well the
object radiates compared to a perfectly radiating black body). Heat transfer by
radiation does not require a medium. The radiation in its turn may again be
absorbed in a medium, which results in local heating.
In the review (Diamantopoulos 2003b), the radiative heat transfer is con-
sidered negligible. It was calculated that an ideally radiating heat source area
of 1 mm2, and a temperature difference of 3.3◦C, emits 22x10−6 W, which is
considered extremely small. However, a spherical volume having an area of 1
mm2 could contain 93x103 macrophages of 10x10x10 m3, which when generat-
ing each 20 pW would result in a radiation of 1.4 µW, which would make the
22 µW found in the review not negligible. For much smaller heat sources as
described in another paper, having a surface area of 0.05 mm2 and heated to a
temperature difference of 3.13◦C the radiative power is 1.08 µW,which, indeed
compared with the heat production value of 5.0x10−3W, is negligible. Appar-
ently, whether it is correct to neglect radiation will depend on the dimensions
of the heat source, with a tendency for larger sources to have a higher radiative
emission.
2.2.3 HEAT DETECTION
Unfortunately, heat production cannot be measured in vivo using calorimet-
ric methods, so other measuring techniques have to be used. One method is
measuring temperature. By detecting a higher temperature among a range of
so called background temperatures, one is able to locate a spot of higher heat
production in the region.
24
Temperature can be measured by a variety of methods, using electrical,
optical, magnetical or other types of sensors. Electrical methods include resis-
tance, thermistor and thermocouple. Optical methods include infrared detec-
tion, liquid crystals (Ashforth 1996) and temperature dependent fluorescence
techniques (Grattan 1995). Magnetic resonance thermography is a method us-
ing the magnetic properties of molecules (Wlodarczyk 1999). Another method
is the use of quartz crystals or microwave thermography (Wang 2000). These
methods can be divided into either contact or non-contact methods.
Contact thermography methods require contact between the thermosensi-
tive material of the device and the lumen wall, whereas non-contact tempera-
ture methods can do without. Heat detection by a contact method occurs by
conduction of heat from the luminal wall to the sensor. When the sensor does
not approach the wall close enough, however, the sensor area is exposed to sur-
rounding influences and this will influence the measurement. When designing
a contact method, one should be extremely cautious since a vulnerable plaque
is easily ruptured. The stress the sensor induces in the lumen wall cannot be
too high in order to prevent adverse events.
Non-contact thermographic methods require an absorptive material, which
will absorb the electromagnetic radiation emitted by the medium. The choice
of this material is wavelength dependent. Many materials used for this pur-
pose are sensitive for absorption in the infrared region. Blood is highly ab-
sorptive for most electromagnetic waves of these wavelengths, which makes
in vivo detection difficult, since it requires flushing of the artery. Microwave
detection could be a better option for in vivo temperature measurements, since
microwaves have greater penetration depth for these wavelengths.
Catheter design will influence the temperature measurement, both by ma-
terial choice as well as its geometric design (shape). As the presence of a
catheter in an artery will change the flow profile, and the shape of the catheter
is of influence on the profile, presence of a catheter will thus influence the tem-
perature reading.
2.3 PREVIOUSLY USED CATHETERS AND
REPORTED STUDIES
The electrical sensors, thermistor and thermocouple, are well known and cur-
rently applied in intracoronary thermography catheters. These sensors are
very sensitive to thermal changes of the object, but will also be affected by
thermal changes of the surroundings of the object. Therefore, these sensors
need to be well insulated to optimize the detection of local hot spots. A ther-
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mistor needs a high current to achieve accurate readings. However, using a
high current will heat the thermistor, which will influence the measurement
and is thus unwanted. A compromise is thus needed.
The electrical signal is transported from the sensor to the measuring device
using metal wires. Metals are known to be very good conductors, so the flow
of heat from a hot spot through these wires may significantly lower read out.
This is called thermal leakage and it should be minimized.
In vivo validation of intracoronary thermography, and of any other vul-
nerable plaque detection technique, encounters the fundamental problem that
no golden standard to determine vulnerability of a plaque yet exists, although
several IVUS based techniques are currently investigated. Currently, standard
IVUS is used to determine presence of a plaque. Using this imaging technique,
it is not possible to classify the plaque as vulnerable, though.
In this section, the main studies on intracoronary thermography are dis-
cussed. The studies are grouped together according to the temperature mea-
suring devices that were applied. The results are discussed in light of the
framework presented in the previous section.
2.3.1 NEEDLE THERMISTOR
The needle thermistor consists of a 0.6 mmdiameter, 4 cm long needle in which
a thermistor is embedded in the tip, figure 2.3. Its accuracy is 0.1◦C, and it has
a time constant of 0.15 s.
FIGURE 2.3: Needle thermistor, thermistor embedded in the tip of the needle (image
from www.coleparmer.com).
Cascells et al (Casscells 1996) were the first to detect thermal heterogeneity
in human atherosclerotic plaques using this needle thermistor. The measured
temperature differences correlated positively with the density of underlying
cells, of which most had characteristics of macrophages. Temperature differ-
ences of up to 2.2◦C were reported.
The positive correlation between temperature measurement and macro-
phages makes it plausible that the heat source consisted of macrophages. If
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absolute numbers had been given it would have been possible to approximate
the heat generation values of macrophages in vulnerable plaques.
The arteries were studied at room temperature within 15 minutes after ex-
cision, which has an impact on the heat transfer. This implies that the arteries
have had time to cool down. However, the different components of plaques
will cool down at different rates due to their differing thermal parameters. In
addition, hot spots, currently assumed to be embedded in lipid tissue, can-
not transfer their heat easily to their surroundings, since both lipid and air are
known for their insulating properties. And blood flow, acting as a cooling liq-
uid in vivo thereby diminishing thermal heterogeneity, is absent in these ex
vivo measurements. All these factors might have resulted into greater thermal
heterogeneity in these ex vivo measurements than is present in vivo. Since the
metal needle, being at room temperature, has a high heat conduction itself,
temperature differences of layers deep in the tissue may have been masked by
heat leakage through the needle to the environment.
2.3.2 HYDROFOIL THERMISTOR CATHETER
The hydrofoil thermistor catheter (Epiphany Coronary Thermography
Catheter byMedispes SWAG) consists of a thermistor embedded in a so-called
hydrofoil shaped polyurethane shaft, figure 2.4. The thermistor has an accu-
racy of 0.05◦C, a time constant of 300 ms and is 0.5 mm in size (Stefanadis
2001). A more advanced design includes a balloon to enable occlusion of the
vessel (Stefanadis 2003a).
FIGURE 2.4: Hydrofoil thermistor catheter. A: original design, B: modified balloon de-
sign (image from www.medispes.com).
Stefanadis et al and Toutouzas et al have published most of the intracoro-
nary thermography data of human in vivo studies and were the first to do so
(Stefanadis 1998), using the hydrofoil thermistor catheter. From their results it
was concluded that temperature heterogeneity increases from stable angina
patients to unstable angina patients to acute myocardial infarction patients
(Stefanadis 1999). It was also concluded that increased temperature hetero-
geneity is a predictor for an unfavorable outcome after percutaneous coronary
interventions (Stefanadis 2001), and that statin treatment reduces thermal het-
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erogeneity in atherosclerotic plaques (Stefanadis 2002, Toutouzas 2004).
In 20, 40 and 67% of the stable angina patients, unstable angina patients
and acute myocardial infarction patients thermal heterogeneity, and thus a fo-
cal heat source, was detected (Stefanadis 1999). The lesion of interest was se-
lected using biplane angiography. Whether the artery was healthy or diseased
was verified by standard IVUS. The study shows interesting temperature dif-
ferences between different patient groups. Using standard IVUS one cannot
determine whether a plaque is vulnerable or not, as was described previously.
Some might be vulnerable, some not. This might explain why temperature
heterogeneity was detected in only a subset of patients. Temperatures were
obtained at five different locations at the plaque site. The data show that there
was hardly any temperature variation within the plaque, which could mean
that the heat producing cells are spread out over the plaque.
Because of the possible convection of heat due to the blood flow, it was sug-
gested that thermal heterogeneity is underestimated in atherosclerotic plaques.
Stefanadis et al studied the cooling effect of blood in effort angina patients (Ste-
fanadis 2003b). Temperature differences of atherosclerotic plaques were mea-
sured both with blood flow and during full occlusion of the vessel. The vessel
was occluded by a balloon filled with saline at 37.0◦C.Whether this saline tem-
perature was a good choice depends on the temperature of the healthy vessel
wall. Temperature differences increased upon full occlusion of the coronary
artery and went back to baseline levels after complete flow interruption.
The hydrofoil design of the catheter used to measure temperature was in-
troduced to generate flow-induced forces that would direct the catheter to-
wards the vessel wall. To test whether the sensor makes contact with the wall
a 20 MHz ultrasound transducer was used, which allows to detect gaps be-
tween the catheter and the wall exceeding 100 to 200 µm, depending on the
spatial resolution of the ultrasound probe.
The thermistor is surrounded by polyurethane, which has a very low ther-
mal conductivity (0.022 W/m ◦C). It thus acts as an insulator to the thermistor,
which makes it a good material for this purpose.
Although the sensitivity of this device may be high, its practical utility may
be somewhat restricted regarding the necessity of repeated pullbacks at dif-
ferent angular positions, due to the presence of only one thermistor in the
catheter.
Temperature differences are defined as the difference between the maxi-
mum temperature measured at the lesion site and the body core (mouth) tem-
perature (Stefanadis 2000). However, the group of control patients show quite
large temperature differences, whichmight explain the relatively large temper-
ature differences for the patient groups.
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Of five temperature measurements at the site of healthy vessel wall, the
most frequent temperature was used as background temperature and of five
temperature measurements at the diseased vessel site, the maximum temper-
ature was designated as the lesion temperature (Stefanadis 1999, Stefanadis
2001, Stefanadis 2002, Toutouzas 2004). Temperature differences were calcu-
lated by subtracting the background temperature from the diseased vessel
temperature. This choice might have biased results towards optimistic tem-
perature differences.
2.3.3 THERMISTOR CATHETER
The thermistor catheter (Thermography catheter, Thermocore UK Ltd.) con-
sists of 4 thermistors attached to flexible nitinol strips, figure 2.5. The thermal
accuracy of the thermistors is 0.006◦C and the time constant less than 100 ms
(Verheye 2004).
FIGURE 2.5: Thermistor catheter consisting of 4 thermistors attached to the ends of the
flexible nitinol strips.
Both Verheye et al and Diamantopoulos et al have used the thermistor
catheter for their studies. The former concluded that in vivo temperature het-
erogeneity of rabbit atherosclerotic plaques is determined by plaque compo-
sition (Verheye 2002a), and were thus the first to relate intracoronary tem-
perature measurements to plaque composition. Ex vivo experiments in this
study demonstrated the relation between local temperature and local total
macrophage mass. Both groups reported on the influence of flow on intra-
coronary temperature measurements using this catheter (Verheye 2004, Dia-
mantopoulos 2003a).
The ex vivo measurements on atherosclerotic aortas of 3 rabbits using this
catheter were performed at room temperature (Verheye 2002a), which might
have influenced heat transfer, and thus the results, in the same way as was
described in section 2.3.1, describing the study by Casscells et al (Casscells
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1996).
Diamantopoulos et al also concluded that coronary flow has an effect on the
arterial wall temperature (Diamantopoulos 2003a). According to their results,
this appears only below a critical threshold of average peak velocity and in a
logarithmic fashion. A balloon was inflated with contrast agent at room tem-
perature. This balloon was kept at least 10 mm from the sensor area to reduce
influence on the temperature reading. Each flow restriction step lasted 30 s be-
fore the restoration of flow was allowed. This appears to be a long time span
to be able to maintain a constant flow at which temperature can be measured,
since an artery will adapt to flow occlusion by expansion and a hyperemic re-
sponse. Full occlusion of an artery is manageable, but maintaining a certain
constant flow in an artery could be quite troublesome.
Verheye et al (Verheye 2004) concluded that the temperature heterogene-
ity remained unchanged under normal physiologic flow conditions. In this
study, too, it is extremely difficult to control the average flow velocity. When
only a little blood stream passes the balloon, it will wipe away the collected
heat. Their results confirm the findings by Diamantopoulos (Diamantopou-
los 2003a) since also in this study the relationship between flow velocity and
temperature difference was of logarithmic fashion up to a certain flow veloc-
ity. This means that temperature differences show a steep drop in the low flow
range, whereas the temperature differences remain relatively constant in the
high flow range. For velocities above this threshold value, the measured tem-
perature differences remained relatively constant.
The thermistors of the thermistor catheters are brought in contact with the
lumen wall after unsheathing the catheter. Nitinol is a nickel-titanium alloy
and has a high thermal conductivity (around 10 W/m ◦C), which makes it an
excellent heat conductor. This will reduce the sensitivity to detect temperature
differences, since the blood flowing around the thermistor sensors will cool the
nitinol strips on which the thermistors are mounted, and will thus indirectly
cool the environment of the thermistors. The very high flexibility of the nitinol
strips is needed to prevent vascular wall damage and adverse effects during
or after the procedure. Verheye et al have tested this and reported that the
intracoronary thermographic measurements using this catheter were safe and
feasible with a similar degree of de-endothelialization as IVUS (Verheye 2004).
2.3.4 BASKET THERMOCOUPLE CATHETER
The controllable basket catheter (Intravascular Thermography Catheter by Vol-
cano Therapeutics Inc.) is made from nitinol wires and contains 9 built in ther-
mocouples, figure 2.6. At each bend, 2 thermocouples are placed 0.5 mm apart
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and in the middle wire 1 thermocouple is located to measure blood temper-
ature. Thermal resolution of the thermocouples is 0.001◦C and the thermal
accuracy is 0.02◦C (Naghavi 2003).
FIGURE 2.6: Basket thermocouple in which the thermocouples are embedded at the top
of the nitinol wires (Schermund 2003).
Both Naghavi et al and Schmermund et al have used the basket thermo-
couple catheter (Naghavi 2003, Schmermund 2003). Naghavi et al have found
foci of warmth on the surface of atherosclerotic but not on disease-free regions
of femoral arteries of cholesterol-fed dogs. In addition, marked thermal het-
erogeneity was observed in aortas of atherosclerotic Watanabe rabbits but not
in normal rabbits. Schmermund et al have found temperature heterogeneity in
both stable and unstable angina patients, however less pronounced than found
by Stefanadis et al (Stefanadis 1999).
The study by Naghavi et al (Naghavi 2003) used both an in vitro and an
in vivo model of atherosclerotic plaque. The in vitro model consisted of a
tube around which coils of thermal-resistant wires were wrapped to simulate
a heat source, placed in a newborn incubator which was kept at 37◦C. The in
vivo model were two animal models, one canine and one rabbit. The study by
Schmermund et al (Schmermund 2003) was an in vivo patient study.
Both the influence of flow and the effect of luminal narrowing were stud-
ied by using the basket thermocouple catheter (Naghavi 2003) in the in vitro
model. With respect to heat transfer, it was found that the cooling effect was
proportional to blood flow.
2.3.5 THERMOCOUPLE GUIDEWIRE
A thermocouple is attached on a polymeric sphere covering the tip of a 0.014”
guidewire, figure 2.7 (ThermoCoil System by Imetrx Inc.). A localized bend
near the tip of the guidewire causes the tip to contact the lumen wall. The ther-
mocouple guidewire can detect changes in surface temperature with a preci-
sion of less than 0.08◦C and has a time constant of 30 ms.
In a well designed in vitro study a relation between flow, or heat transfer
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FIGURE 2.7: Thermocouple guidewire (Courtney 2004). A: detail of thermocouple
guidewire, B: guidewire in in vitro set-up.
by convection, and maximal achievable temperature difference is found for
this thermocouple guidewire system (Courtney 2004). Both the flow rates and
the measured temperature ranges are realistic, based on the in vivo results that
have been obtained so far. The in vitro set-up gives a good opportunity to
test the catheter intensively and to prove and characterize its function before
moving on to in vivo experiments.
The guidewire is connected to a motor driven system and is rotated along a
helical path with an average pitch of 2 mm. Since heat sources may be smaller
than 2 mm, this hampers the ability to detect all temperature elevations, even
though local heat sources will cause a thermally diffuse pattern at the lumen
wall (ten Have 2004). No experience is obtained in more complex geometries,
yet, where nonuniform rotation might cause uncertainties in locating the heat
source. In addition, rotation of the tip may be well controlled in straight seg-
ments, but will be more difficult to control in curved pieces of artery or in
presence of pulsatile flow.
2.3.6 DETECTION OF TEMPERATURE DISTRIBUTIONS USING A
MATHEMATICAL MODEL
Using a more fundamental approach, Matsui et al have determined tempera-
ture distribution of both a model vessel wall (Matsui 2001a) and swine aorta
(Matsui 2001b) using thermocouple measurements at defined locations under
pulsed laser irradiation and mathematical models. The mathematical model
incorporated the temperature changes that occur due to pulsed laser irradia-
tion.
In these articles it is assumed that heat generation is located in the athero-
matous core. Currently it is assumed that heat production is related to macro-
phages, which are located at the shoulders of a vulnerable plaque or infiltrated
in the cap or surrounding the lipid core. The location of macrophages is most
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certainly related to the borders of the atheromatous core, but macrophages
might also be present at other locations.
Flow was not considered in the model, so heat transfer from the source to
the surroundings was due to conduction and radiation and absorption. Differ-
ent temperature changes occurred due to the different thermal parameter val-
ues and emissivity of the tissues, and the wavelength of radiating light source.
The temperature change that occurs after the laser pulse is dependent on
the thermal parameters of the tissue involved. These cannot be determined
exactly. These parameter values are needed for the calculations to closely ap-
proximate the temperature of the atheromatous core.
2.4 CONCLUSIONS AND RECOMMENDATIONS
This review has covered a selection of the results on intracoronary thermogra-
phy that were published in the past. In addition, it has described the catheters
that were used to obtain these results. Both were done from a physics point
of view. Using this point of view, it opens new research opportunities in this
area.
Previously published results are represented in figure 2.1. In this figure, it
can clearly be seen that the temperature differences that were reported show
a decrease over time. The first data points, labeled a, represent the variation
in temperature differences that were found by Casscells et al (Casscells 1996)
in their ex vivo study. Due to the lack of detailed knowledge on the difference
between the ex vivo set-up of this study versus the in vivo set-up of the stud-
ies following this one, it is difficult to clarify these differences in temperatures.
The studies labeled with the black squares were all performed using the hy-
drofoil thermistor catheter. Of these, the study labeled k was done proving the
influence of flow, which shows higher temperature values at the lumen wall
when the vessel was fully occluded, as expected. These values, though, are
much lower than the values reported in studies labeled b through h, which
suggests that catheter design or study design might have been of influence
during measurements for these studies.
2.4.1 HEAT SOURCE
Data from the studies labeled i and l are obtained using the basket thermo-
couple catheter and data labeled j are obtained using the thermistor catheter.
The values of these data appear to be in agreement with each other, making it
plausible that temperature differences of this magnitude, 0 to 0.3◦C, are most
realistically to be expected in vivo, however the temperature differences that
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have been reported so far are hard to reconcile with the heat production values
of macrophages that can be found in literature (ten Have 2004).
It is therefore necessary to quantify more accurately the heat generating
processes in atherosclerotic plaques before continuing development of tem-
perature measuring techniques. To determine the amount of heat that can be
generated by atherosclerotic plaques, one would have to isolate fresh athe-
rosclerotic plaque and study it using calorimetric methods. After this, one
could isolate different cells, such as macrophages and foam cells, and/or other
substances from the atherosclerotic plaque and subsequently study these se-
lections calorimetrically to determine the exact origin of the heat generation.
When a relationship between temperature increases in vulnerable plaques and
plaque composition has been determined, then vulnerability of a plaque can
be related to temperature measurements.
Some quantitative reasoning may aid to estimate the possible heat produc-
tion of macrophages from another perspective. The nutritional value of fat
equals 38 kJ/g. Considering a 100x100x100 µm3 droplet of fat with a den-
sity of 0.900 kg/l, this equals an energy content of 34.2 mJ. This same volume
corresponds to 1000 macrophage cells of 10x10x10 µm3. Assuming a heat pro-
duction of 20 pW per cell, this equals a heat production 20 nW for this volume.
If this heat is obtained from burning an amount of fat equal to their own vol-
ume, this will require, or last, 20 days. However, heat production values of 20
pW per macrophage appear too low to generate temperature differences that
are reported in literature (ten Have 2004), implying that fat may be burned in
a much shorter time span and that glucose metabolic activity and MMP tissue
degradation must also be significant contributors.
2.4.2 HEAT TRANSFER
Given the fact that the temperature differences that have been reported most
recently are small, it appears mandatory to exclude external thermal influ-
ences, such as those from heart muscle heat production and cooling of blood
in lungs, or to compensate for them. Evidence for such mechanisms may be
derived from several studies, since flow of blood influences the lumen wall
temperature measurements (Stefanadis 2003b, Verheye 2004, Diamantopou-
los 2003a). Furthermore the location and organization of heat sources are of
influence (ten Have 2004). For these reasons it is recommended to combine
intracoronary temperature measurements with both flow measurements and
a vessel wall imaging modality. In this way, localization of a plaque and its
morphology can be assessed (Nissen 2001, MacNeill 2004), flow can be mea-
sured separately (Lupotti 2003), and dedicated image and signal processing
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techniques (Nair 2002, Schaar 2003) could even be added to obtain additional
functional parameters that could be used to characterize the plaque.
2.4.3 HEAT DETECTION
The catheters that are currently used are based on electrical principles, and
need to be insulated very well, as was described in sections 2.2.3 and 2.3. Other
methods to measure temperature exist that may prove to be advantageous re-
garding this matter. Optical equipment, using fiber technology, might be a
more appropriate choice for temperature measurement, since optical fibers are
bad heat conductors. Combined with heat sensitive fluorescent coatings or
liquid crystal coatings this might give a whole new direction to the field of in-
tracoronary thermographic measurements. Another method to measure tem-
peratures is using magnetic resonance (Wlodarczyk 1999), but so far its resolu-
tion is not sufficiently high. A great advantage is the non-invasiveness of this
method.
All catheters that are currently used for intracoronary thermography, and
that have been described in this review, only sparsely sample the vascular wall.
The hydrofoil thermistor design measures temperature at one location, leav-
ing most of the circumference of the vascular wall unexplored. The thermistor
catheter and the thermocouple basket catheter measuring at 4 locations still
leave over 2 mm of vascular wall in circumferential direction undetermined.
The thermocouple guidewire covers the whole circumference, but leaves gaps
of 2 mm in the longitudinal direction. If we assume that macrophage clus-
ters are the heat sources, they may be focal and have sizes smaller than 1 mm.
For that reason temperature increases on the vascular wall may be missed and
a higher spatial resolution is needed, although the homogeneity of the tem-
perature measurement in the second part of figure 1, labels (i) through (m),
counteract this argument.
During the cardiac cycle the position of the catheter moves, so it is difficult
to ensure contact at the same location during the full cardiac cycle. Measur-
ing during diastole phase of cardiac cycle could be a solution, but then the
measurement needs to be triggered and the thermal response time of the heat
transducers must be accordingly short.
2.4.4 CLOSING REMARKS
Intracoronary thermography is, despite the number of publications that have
already appeared in literature, still in development. Combined, a lot of re-
search has already been done, but many questions are still unanswered. What
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lacks is the answer to the question ”What arewemeasuring?” Temperature dif-
ferences exist in coronary arteries in vivo, but it is unclear what causes them.
Is it really a temperature difference due to inflammation that has been mea-
sured? And what is the contribution of noise and artefacts? External thermal
influences must be investigated. Influences of catheter design must be studied
intensively. Changes in temperature due to source differences and flow must
be known. All of these, and maybe even more, need to be studied before more
firm conclusions can be drawn from thermographic data. This in order to more
extensively validate intracoronary thermography and to be able to conclude on
the usefulness of the method for vulnerable plaque detection.
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BASED ON: ten Have AG, Gijsen FJ, Wentzel JJ, Slager CJ, van der Steen
AF. Temperature distribution in atherosclerotic coronary arteries: influence
of plaque geometry and flow (a numerical study). Physics in Medicine and
Biology 2004;49:4447-62.
To better understand the influence of flow and heat source
parameters on thermographic measurements, numerical
simulations have been performed on amodel of a coronary
artery segment containing a heat source. The results are
described in this chapter, as well as their discussion. Max-
imal temperature differences at the lumen wall increased
when the source volume increased and they differed with
the source geometry. Blood flow decreased maximal tem-
peratures depending on the source geometry, source vol-
ume and the maximal flow velocity. When cap thickness
increased, maximal temperatures decreased and the influ-
ence of flow increased.
CHAPTER 3
INFLUENCE OF PLAQUE
GEOMETRY AND FLOW
3.1 INTRODUCTION
The macrophages of a thin cap fibroatheroma (TCFA) are situated at many
possible locations, like in the fibrous cap or at the edge of the lipid-rich athero-
matous core. Rupturing of human plaque caps is associated with increased
macrophage accumulation (Lendon 1991). Macrophages are inflammatory
cells and, when active, may produce heat that should be detectable using ther-
mographic methods.
Casscells et al (Casscells 1996) used a 24 gauge needle thermistor for an ex
vivo study, and showed that there exists a positive correlation between tem-
perature increase of an atherosclerotic lesion and cell density. They stated
that most of these cells were macrophages. This relation was later confirmed
by Verheye et al (Verheye 2002a) whose ex vivo results from a rabbit study
demonstrated that a relation exists between local temperature and local total
macrophage mass using a thermography catheter based on four thermistors.
A study by Stefanadis et al (Stefanadis 1999), in which an integrated hydrofoil
thermistor catheter was applied, demonstrated that temperature differences
could also be detected in humans in vivo. In addition, they showed that tem-
perature heterogeneity was higher for patients suffering from unstable angina
and acute myocardial infarction compared to patients suffering from effort
angina (Stefanadis 2001).
Recently, Stefanadis et al (Stefanadis 2003b) showed that in vivo measured
plaque temperature may have been underestimated by the cooling effect of
flow. Diamantopoulos et al (Diamantopoulos 2003a) showed that this cooling
effect exists but they concluded that arterial wall temperatures are affected by
flow reduction only when the average peak velocity reaches a value below a
critical threshold. In another study it was concluded that temperature hetero-
geneity reduced to 8 to 13% of the actual no-flow surface temperature when
normal physiological flow conditions were present (Verheye 2004).
In these studies, all using lumenwall contact measurements, it is concluded
that there exists temperature heterogeneity at the lumen wall and that the ef-
fects due to the flow of blood need to be taken into account. It is unknown,
though, whether it are the macrophages that, when active, act as heat sources
or whether there are other macrophage related processes that release heat. Ma-
crophages secrete extracellular matrix degrading enzymes, which may cause
heat releasing reactions in the plaque. Since macrophages, and thus heat pro-
duction, can be located at many positions, the effect of flow could be different
for different heat source configurations. To determine the influence of these
effects, we have performed numerical simulations.
To study the influence of heat source geometry and of flow on the lumen
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wall temperature, numerical simulations were performed on geometries repre-
senting the lumen of a coronary artery and the tissue surrounding the lumen.
A heat source was embedded in the tissue. We have defined the Flow Influence
Factor (FIF) to express the influence of flow on the lumen temperature when
source parameters, such as source geometry and source volume, were varied.
3.2 METHODS
3.2.1 GEOMETRICAL MODEL
GENERAL
The geometry on which numerical simulations were performed, figure 3.1A,
consisted of two fixed coaxial cylinders representing the blood vessel lumen
and the tissue and plaque surrounding the lumen. The length of the cylin-
ders was 5 mm. The radius of the lumen was 1.5 mm; the thickness of the
tissue was 2.5 mm. This tissue represents the vessel wall as well as the tissue
surrounding the vessel. The choice for the length of the vessel and the thick-
ness of the tissue are further discussed in section 3.2.3 which deals with the
boundary conditions. In the tissue a volume representing the heat producing
source was embedded, figure 3.1B. We extended this heat source in circumfer-
ential, longitudinal, and radial directions resulting in heat sources of different
geometries as well as different volumes. In figures 3.1C, D and E these differ-
ent source geometries are depicted. The longitudinal center of the source was
always located at half the length of the cylinder. Through the lumen a flow
was modeled.
HEAT SOURCE
Of the circumferentially extended heat sources, figure 3.1C, both the radial and
the longitudinal dimensions of the heat source were fixed at 100 µm. The
sources were extended in the circumferential direction over angles of 90, 45,
and 22.5◦. The largest volume therefore encompassed a quarter of the circum-
ference of the artery. The resulting volumes were 25.1×10−3, 12.6×10−3, and
6.28×10−3 mm3, respectively. These volumes were used as reference values
for varying the heat source dimensions in longitudinal and radial directions.
Of the radially extended sources, figure 3.1D, the longitudinal dimension
of the source was fixed at 100 µm. The source was extended over 3.58◦ in the
circumferential dimension, resulting to curvature lengths of approximately 100
µm. To obtain volumes equal to the reference volumes, the radial thickness was
fixed at 1.68, 0.98 and 0.55 mm.
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blood vessel wallB
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FIGURE 3.1: Geometry on which numerical simulations were performed. A: object ge-
ometry, B: close-up of heat source, C: heat source extended circumferen-
tially , D: heat source extended radially, E: heat source extended longitudi-
nally.
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For the longitudinally extended heat sources, figure 3.1E, the radial dimen-
sion of the source was fixed at 100 µm, and the circumferential dimension was
extended over 3.58◦. To obtain volumes equal to the reference volumes the
lengths of the sources were fixed at 2.51, 1.26 and 0.63 mm in longitudinal di-
rection.
CAP THICKNESS
The cap thickness, which is the distance between the blood vessel wall and
the nearest face of the heat source, was varied. The cap thickness was fixed
to either 50, 100 or 150 µm. The influence of increasing cap thickness was
studied for the largest heat source volume of 25.1×10−3 mm3, for all three
source geometries.
3.2.2 EQUATIONS
On the whole geometry the heat equation, in which both conductive and con-
vective heat transfer are taken into account, was solved. Radiative heat transfer
was neglected (Welch 1995). To obtain the velocity needed for the convective
heat transfer in the lumen, the Navier-Stokes equations were solved on the
lumen.
The heat equation can be expressed as
ρcp
(
∂T
∂t
+ ~u · ∇T
)
− div (k∇T) = H (3.1)
in which T is the temperature (◦C), ρ is the density (kg m−3), t the time (s), cp
the specific heat capacity at constant pressure (J kg−1 ◦C−1), ~u the velocity (m
s−1), k the heat conductivity (W ◦C−1 m−1), and H the heat production per unit
volume (W m−3). The first term on the left represents the total rate of stored
thermal energy, the second term represents the heat transfer due to convection,
and the third term represents the heat transfer due to conduction.
The Navier-Stokes equations for an incompressible, Newtonian medium
can be expressed as
ρ
(
∂~u
∂t
+ (~u · ∇)~u
)
= ρ~f −∇p+ η∇2~u (3.2)
∇ · ~u = 0 (3.3)
in which ~f represents the body forces (N kg−1), p the pressure (N m−2) and
η the viscosity (Pa s). Equation 3.2 represents the conservation of momentum
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and equation 3.3 represents the conservation of mass. To keep the solution pro-
cedure as general as possible, we have chosen to solve the full Navier-Stokes
equations.
3.2.3 BOUNDARY CONDITIONS
At all the outer boundaries of the geometry, except for the nodal points com-
prising the outlet of the lumen, a temperature equal to the assumed body
core temperature of 37.0◦C was applied. At the outlet, the boundary condi-
tion ∂T/∂n = 0 was applied. The body core temperature remains relatively
constant due to the tissue perfusion. Similarly, the vasa vasorum, the tissue
surrounding the vessel wall and the plaque, is well perfused. This effect was
taken into account in the simulations by fixing the temperature at 37.0◦C a
certain distance away from the heat source, which clarifies the choice of the
tissue thickness. Since blood is able to remove heat from the lumen wall by
convection, we did not fix the temperature at the lumen outlet.
Temperature differences between the plaque temperature and the back-
ground temperature of up to 2.2◦ have been reported (Casscells 1996). Us-
ing a background temperature of 37.0◦C, this results to plaque temperatures of
around 39.0◦C.When cell temperatures exceed 41.0◦C for a period of time, cells
could lose their functionality or die. Therefore it is unnecessary to consider lu-
men wall temperatures above 41.0◦C, which was taken as the upper limit in
determining the heat source production values. The heat source production
values that we used in this study are 0.4, 0.2 and 0.1 W mm−3.
We used stationary parabolic flow profiles forced upon the inlet, with dif-
ferent maximal velocities Vmax, which were 0, 25, 40 and 55 cm s−1. These
flow velocities equal flows of 0, 53.0, 84.8, and 117 cc min−1, which are rep-
resentative flow values for human coronary arteries (Doriot 2000). Varying
the maximal velocity induces a proportional change in shear rate at the lumen
wall, so a dependence on Vmax can be translated to an identical dependence on
shear rate at the lumen wall.
At the outlet a zero stress boundary condition was applied.
Dimensionless numbers defining this problem are the Reynolds number
Re, equation 3.4, and the Peclet number Pe, equation 3.5.
Re =
Du¯ρ
η
(3.4)
Pe =
u¯Dcpρ
k
(3.5)
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TABLE 3.1: Tissue parameters for the different types of tissue that were used in this
model.
Blood Arterial Fatty
tissue plaque
Heat conductivity 0.49 0.476 0.484
(W ◦C−1 m−1)
Specific heat capacity 3.66 3.72 3.30
(x 103 J kg−1 ◦C−1)
Density 1064 1075 920
(kg m−3)
Viscosity 0.003
(Pa s)
in which D is the diameter of the lumen (m) and u¯ the average velocity of
the flow (m s−1). The Reynolds number represents the ratio of inertia forces
to the viscous forces. For our study the Reynolds number ranges between
125 for Vmax=25 cm s−1 and 275 for Vmax=55 cm s−1, meaning that we are in
the laminar flow regime. The Peclet number is the ratio of heat distributed
by convection to the heat distributed by conduction. In our study the Peclet
number varies between 3.0×103 for Vmax=25 cm s−1 and 6.6×103 for Vmax=55
cm s−1, meaning that convection is dominant.
3.2.4 TISSUE PARAMETERS
The values for the tissue parameters used in this study were found in literature
and can be found in table 3.1 (Duck 1990, Welch 1995). The thermal parameter
values that were used for the tissue surrounding the heat source were assumed
to equal the values found for healthy arterial tissue. The heat conductivity
value for the heat source were assumed equal to the values found for fatty
tissue. We assumed the density and the specific heat capacity of the heat source
to equal those of fatty plaque. The viscosity and density were considered to be
independent of temperature. The blood was modeled as a Newtonian fluid.
3.2.5 SOLUTION PROCEDURE
The geometry was converted to a hybrid mesh containing mainly linear tetra-
hedral mesh elements using the mesh generator Gambit 2.0.4 (Fluent Inc.,
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Lebanon NH, USA). The mesh also contained other element types like hex-
ahedral, pyramidal and wedge shaped elements. Because large temperature
gradients were expected in the region surrounding the heat source, we refined
the mesh around the heat source. Mesh independence was tested by chang-
ing the length of the cylinders and varying the mesh density around the heat
source.
The problem was defined as a 3 dimensional symmetrical problem, so the
equations could be solved on only one half of the mesh. The full Navier-Stokes
equations were solved to obtain the velocity field needed for calculation of the
convection terms. The convective terms were included in the heat equation
and the problem was considered to be weakly coupled so temperature depen-
dence of the momentum equation was not considered. The equations were
solved using the Finite Element Method provided by the widely used package
Fidap 8.7.0 (Fluent Inc., Lebanon NH, USA). We used the segregated solver
to solve the equations. Convergence was obtained when the relative errors
between two iterations were less than 1×10−4 for the temperature and the ve-
locity solutions. Solutions were stabilized using standard techniques.
The number of elements varied between 20,766 and 47,852, depending on
the geometry and size of the heat source. The number of iterations needed
to obtain convergence depended on whether a flow existed in the lumen, i.e.
whether the full Navier-Stokes equations had to be solved. The number of
iterations was about 10 when no flow existed, and about 30 when there existed
a flow in the lumen.
Visualization was done using FieldView (Intelligent Light, Lyndhurst NJ,
USA). Processing the numerical output was done using Matlab 6.1 (The Math-
Works Inc., Natick MA, USA).
3.2.6 FLOW INFLUENCE FACTOR
To express the influence of flow on the temperature distribution at the lu-
men wall, the Flow Influence Factor (FIF) is defined. All temperatures are
expressed as maximal temperature differences from the background tempera-
tures of 37.0◦C. The FIF is the ratio of the maximal temperature difference at
the lumen wall when no flow exists in the lumen to the maximal temperature
difference at the lumen wall when there exists a flow.
FIF =
∆Tno f low
∆Tf low
(3.6)
The FIF indicates how much the measured temperature differences are under-
estimated due to flow. The temperature difference that would have been mea-
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sured when the vessel were occluded is FIF times higher.
3.3 RESULTS
3.3.1 MESH INDEPENDENCE AND BOUNDARY CONDITIONS
The object used for testing mesh independence contained the largest circum-
ferentially extended heat source volume of 25.1×10−3 mm3, the highest heat
source production of 0.4 W mm−3, and the smallest cap thickness of 50 µm.
The optimal element size around the heat source was selected to be 50 µm,
since the last step of decreasing the element size, from 100 µm to 50 µm, re-
sulted in changes of ∆T of only 1.8% when the flow was 25 cm s−1 and 1.3%
when no flow existed in the lumen. Due to the tetrahedral element type used
for meshing the object, the element size of 50 µm resulted in nodal points be-
tween the source and the lumen, even for the smallest cap thickness.
When extending the source longitudinally, the distance between the edge
of the source and the boundaries near the inlet and outlet, which were fixed at
37.0◦C, became relatively small. To check the influence of this small distance
we increased the lengths of the cylinders from 5.0 to 7.48 mm, thus doubling
the smallest distance from the end of the source to the outer boundary from
1.24 mm to 2.48 mm. Performing simulations on these longer objects resulted
in less than 3.5% change of maximal temperature differences at the lumen wall
and the absolute error of ∆T then was 0.11◦C. The FIF was influenced by less
than 1.0%. These errors were considered acceptable.
3.3.2 DEPENDENCE OF ∆Tf low AND ∆Tno f low
Examples of temperature distributions at the lumen wall are shown in figure
3.2. The influence of the source geometry on the temperature distribution is
shown for the largest source volumes and a flow with lowest Vmax. In case of
a circumferentially extended source, figure 3.2A, the distribution was wider in
the circumferential direction, whereas the distribution coming from a longitu-
dinally extended source, figure 3.2C, was extended in the longitudinal direc-
tion. For a radially extended source, figure 3.2B, the distribution resembled a
spot-like temperature profile, small in both longitudinal and circumferential
directions.
In all three of the examples given in figure 3.2, the influence of the flow can
clearly be appreciated. Due to the flow, the temperature profile is smeared out
in the direction of the flow and a longitudinal shift of the location of ∆Tf low
occurs which is most pronounced for the longitudinally extended source.
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FIGURE 3.2: Temperature distributions at the lumen wall for A: circumferentially, B:
radially, and C: longitudinally extended sources. Heat source volume =
25.1 x 10−3 mm3, heat source production = 0.4 W mm−3, cap thickness =
50 µm, Vmax = 25 cm s−1. Note the different temperature scales.
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In figures 3.3A, 3.3B and 3.3C the values of ∆Tf low and ∆Tno f low are shown
resulting from the numerical simulations on circumferentially, radially and
longitudinally extended heat sources, respectively. In these figures the values
are depicted for either a flow with Vmax=25 cm s−1 or no flow in the lumen.
Values of both ∆Tf low and ∆Tno f low are higher when the heat source produc-
tion is higher for all source geometries. Maximal temperature differences were
linearly dependent on the heat source production, keeping the heat source vol-
ume constant. This holds for both with and without a flow in the lumen. As
was expected, the values of ∆Tf low are always lower than the values of ∆Tno f low
for identical source parameters.
Values for ∆Tno f low are highest for circumferentially extended sources, and
lowest for radially extended sources. The differences between ∆Tno f low for cir-
cumferentially extended sources and for longitudinally extended sources are
almost negligible; 0.01◦C for the smallest heat source volumes and 0.09◦C for
the largest heat source volumes, compared for the highest heat source produc-
tion. Values for ∆Tf low are highest for longitudinally extended sources, and
lowest for radially extended sources. The differences between ∆Tf low for longi-
tudinally extended sources and circumferentially extended sources are clearly
present, in contrast to their values of ∆Tno f low.
All the lines in the graphs of figure 3.3 have a positive slope. That is, the
maximal temperature difference at the lumen wall increases when the source
volume increases, irrespective of its geometry and of the presence of flow. The
slope is steepest for smaller heat source volumes extended either circumferen-
tially or longitudinally when no flow exists in the lumen. The slope is flattest
when a flow exists in the lumen and when the heat source is extended circum-
ferentially or radially.
How the maximal temperatures at the lumen wall vary with cap thickness
can be seen in figure 3.4. Both ∆Tno f low and ∆Tf low decrease when the cap
thickness increases. The relative decrease of ∆Tf low is larger than the relative
decrease of ∆Tno f low.
3.3.3 FLOW INFLUENCE FACTOR
Figure 3.5 shows a representative temperature distribution along a straight
line on the lumen wall from inlet to outlet right underneath the heat source.
In this figure, the influence of flow can be appreciated. The maximal lumen
wall temperature temperature when no flow exists lies in the middle of this
line, right beneath the source. If a flow is present, the maximal temperature
shifts longitudinally towards the outlet. For this situation, ∆Tno f low=3.75◦C
and ∆Tf low=1.83◦C. This results in a FIF value of 2.05, meaning that the temper-
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FIGURE 3.3: Maximal temperature differences at lumen wall (∆Tmax) for A: circum-
ferentially, B: radially, and C: longitudinally extended heat sources. Cap
thickness = 50µm. Heat source production 0.4 W mm−3 (circle), 0.2 W
mm−3 (square), 0.1 W mm−3 (triangle). Solid line: no flow, dotted line:
Vmax = 0.25 m s−1.
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FIGURE 3.4: Maximal temperature differences at lumen wall (∆Tmax) for different
source geometries and different cap thicknesses. Vmax = 25 cm s−1, heat
source volume = 25.1 x 10−3 mm3, heat source production = 0.4 W mm−3.
Heat source geometry circumferential (circle), longitudinal (triangle), ra-
dial (square).
ature measured at the lumen wall when this specific flow exists in the lumen
is underestimated by a factor of 2.05.
The FIFwas independent of the heat source production. Due to small round
off errors inherent to numerical simulations, FIF values varied less than 2% for
different heat source production values. The FIF values mentioned result from
averaging the FIF values that were obtained for the different heat source pro-
duction values. In figures 3.6A, 3.6B and 3.6C the dependence of FIF on the
source volume, the source geometry and maximal flow velocity is displayed.
FIF values were highest for circumferentially extended sources and lowest for
longitudinally extended sources, irrespective of Vmax. FIF values were larger
when the maximal velocity Vmax of the flow was higher. FIF values also in-
crease when the heat source volume increases.
Figure 3.7 depicts how the FIF values increase when cap thickness in-
creases.
3.4 DISCUSSION
To study the influence of heat source parameters and flow on the temperature
distribution on the lumen wall generated by heat production in an atheroscle-
rotic plaque, we have performed numerical simulations on geometries repre-
senting a straight part of a coronary artery. Surrounding the lumen, arterial
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FIGURE 3.5: Temperature distribution along a line on the lumen wall passing directly
below the longitudinally extended heat source (source length and posi-
tion are denoted by a thickened part on the x-axis). Heat source volume
= 25.1×10−3 mm3, Vmax = 25 cm s−1, cap thickness = 50 µm, heat source
production = 0.4 W mm−3. ∆Tno f low = 3.75◦C, ∆Tf low = 1.83◦C, FIF = 2.05
tissue was assumed in which a relatively small heat producing source was em-
bedded. We have used the Flow Influence Factor (FIF) to express the influence
of flow on the maximal wall temperature. The heat source parameters, such
as source geometry, source size, and heat source production were varied and
were shown to be of influence on the temperature distribution at the lumen
wall. Maximal temperature differences at the wall and FIF values differ when
source volumes and source geometries differ. FIF values are independent of
heat source production, but increase when the cap thickness increases.
3.4.1 DEPENDENCE OF ∆Tf low AND ∆Tno f low
The maximal temperature differences at the lumen wall when a flow exists,
∆Tf low, are always lower than the values of the maximal temperature differ-
ence at the lumen wall when no flow exists, ∆Tno f low, for identical heat source
parameters, which signifies that flowing blood acts as a coolant on the lumen.
The positive slopes in the graphs in figure 3.3 are the result of the increase in
total heat source production. This results in higher temperatures at the lumen
wall.
Values for ∆Tno f low are highest for circumferentially extended sources and
lowest for radially extended sources. When extending the source circumferen-
tially, the location of the center of the heat source shifts slightly towards the
lumen wall. When extending the source radially, the location of the center of
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FIGURE 3.6: FIF values for A: circumferentially, B: radially, and C: longitudinally ex-
tended heat sources. Cap thickness=50 µm. Flow: Vmax = 25 cm s−1 (star),
Vmax = 40 cm s−1 (diamond), Vmax = 55 cm s−1 (downward triangle).
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FIGURE 3.7: FIF for different heat source geometries and different cap thicknesses.
Vmax = 25 cm s−1, heat source volume = 25.1 x 10−3 mm3. Heat source
geometry circumferential (circle), longitudinal (triangle), radial (square).
the heat source shifts away from the lumen. In case of the longitudinally ex-
tended sources, the location of the center of the source remains unchanged.
These differences explain the difference in the heat distributions around the
source and the corresponding ∆Tno f low values. The closer the center of gravity
of the source is to the lumen wall, the higher ∆Tno f low.
Values for ∆Tf low are highest for longitudinally extended sources, and low-
est for radially extended sources. For longitudinally extended sources, the
blood has a longer distance at its disposal to be heated, compared to circumfer-
entially or radially extended sources, and thus less potential to cool the lumen
wall, because the source is oriented in the direction of the flow. The dimen-
sion of the heat source in the flow direction is 100 µm for the circumferentially
and radially extended sources, whereas for longitudinally extended sources
this dimension is 0.63 mm for the smallest heat source volume, already be-
ing more than six times larger. This longer distance results in higher values
of ∆Tf low. The differences between ∆Tf low for circumferentially and those for
radially extended sources are due to the area of the source face closest to the
lumen. In case of a circumferentially extended source, this area increases when
the source volume increases, whereas for a radially extended source this area
remains constant. More heat will be directed towards the lumen wall in the
case of a circumferentially extended source compared to a radially extended
source, which results in a higher ∆Tf low. The radially extended sources best re-
semble point sources, and thus have one more dimension available to release
the produced heat to. This results in less heat directed towards the lumen wall
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and thus a lower ∆Tf low value.
The values for ∆Tf low resulting from our simulations reach from a mini-
mum of 0.16◦C to a maximum of 1.8◦C. For ∆Tno f low this interval ranges from
0.39◦C to 3.8◦C. These values coincide with values for ∆Tf low and ∆Tno f low re-
ported in literature. Casscells et al (Casscells 1996) reported ex vivo values
for ∆Tno f low of 0.2◦C to a maximum of 2.2◦C. In vivo results of Stefanadis et
al (Stefanadis 1999) showed temperature differences from 0.106±0.110◦C for
stable angina patients to 1.472±0.691◦C for patients suffering from acute my-
ocardial infarction. In contrast, Diamantopoulos et al (Diamantopoulos 2003a)
recently reported much smaller ∆Tno f low values, from 0.015±0.005◦C for par-
tial vessel occlusion to 0.188±0.023◦C for total vessel occlusion. These values
are outside the range of maximal temperature differences we found.
Casscells et al (Casscells 1996) found that temperature decreases when cap
thickness increases. This is in accordance with our findings which are depicted
in figure 3.4. The majority of cap thicknesses in their study were thicker than
150 µm, though. In addition, in their study they considered pieces of arte-
rial tissue. So the inverse correlation they noted might also be due to lower
macrophage cell activity, which was not considered in our study in which we
did not vary source activity when considering changes in cap thickness.
Temperature distributions at the lumen wall depend on a number of pa-
rameters, including source size, source geometry and heat source production.
Circumferentially extended sources cause the highest temperature differences
when no flow is present. When a flow runs through the lumen, longitudinally
extended sources cause the highest temperature differences. The influence of
flow increases with the velocity of the flow. In addition, the influence of flow
also differs when certain source characteristics such as source size and source
geometry differ. The influence of flow is highest for circumferentially extended
heat sources and lowest for longitudinally extended heat sources. Decreasing
cap thickness increased maximal lumen wall temperature differences, but de-
creased sensitivity for flow.
From the results presented in this study it can be concluded that a certain
measured temperature difference can be associated with a number of different
combinations of heat source size, source geometry, cap thickness, flow and heat
source production. From these simulations a maximal temperature difference
of, for example 0.8◦C, can result from many different combinations of param-
eters. These include a circumferentially extended heat source of 25.1×10−3
mm3, heat source production 0.4 W mm−3, separated from the lumen by a cap
thickness of 150 µm and a flow with a maximal flow velocity of 25 cm s−1, but
also a radially extended heat source of 6.28×10−3 mm3, heat source produc-
tion 0.2 Wmm−3, separated from the lumen by a cap thickness of 50 µm and a
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flow with a maximal flow velocity of 55 cm s−1. The variety in source charac-
teristics combined with the variety in flowmight partially explain the different
maximum temperatures and temperature intervals reported by others.
3.4.2 FLOW INFLUENCE FACTOR
The influence of flow is highest for circumferentially extended sources. This
can be appreciated when one compares the area of the source closest to the
lumen, and therefore being influenced most by the flow. This area is smallest
in the case of radially extended sources. This type of source delivers the least
amount of energy towards the lumenwall than do circumferentially and longi-
tudinally extended sources. Therefore, the influence of the flow is low, but not
as low as for the longitudinal source. For longitudinally extended sources the
blood has a longer distance at its disposal to be heated, compared to the other
source geometries, as was mentioned previously. The heated blood has less
capacity to take up more heat, meaning that the flow is of less influence. The
circumferentially extended sources have an area closest to the lumen compa-
rable to that of the longitudinally extended sources. Since the direction of flow
is perpendicular to the direction of the source geometry, the blood cannot be
heated as much as is the case for longitudinally extended sources. This means
that the blood is able to take up most heat for a circumferential geometry, and
blood flow therefore has the largest impact on wall temperatures for this type
of source geometry.
Values of FIF are higher when Vmax is higher. When the maximum blood
flow velocity increases, the velocity of the blood close to the lumen wall will
increase. Blood is therefore able to remove heat faster by convection from the
lumen wall, so the influence of blood flow is higher for higher Vmax.
FIF values increase when source volume increases. Previously, we have dis-
cussed that both ∆Tno f low and ∆Tf low increase when source volume increases.
In figure 3.3 it can be seen that ∆Tno f low values increase more rapidly than
∆Tf low values, resulting in increasing FIF values for increasing heat source vol-
umes.
FIF values are independent of heat source production. Since both ∆Tno f low
and ∆Tf low were found to be linearly dependent on the heat source production,
this was to be expected.
In the study by Stefanadis et al (Stefanadis 2003b), temperature differences
are also considered. The temperature difference in this study is the difference
between the maximal temperature measured at the atherosclerotic plaque and
the temperature measured at disease free proximal vessel wall both with and
without flow. From the reported temperature differences with and without a
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flow running through the lumen, a FIF value of 2.25 can be deduced, which is
within the range of FIF values that were calculated in this study.
In the study of Diamantopoulos et al (Diamantopoulos 2003a) temperature
measurements were done at one location, but no temperature difference was
detected above average peak velocities of 9 cm s−1, so a FIF value cannot be
deduced from this study.
Verheye et al (Verheye 2004) reported in vivo temperature data for various
flows and for the highest, the median and the lowest temperature difference.
From these data we have derived six FIF values, namely 1.4, 2.6 and 4.2 for
Vmax=20 cm s−1 and 1.4, 3.4 and 8.4 for Vmax=40 cm s−1. No information on
the source was given. With exception of the highest value, these FIF values are
all within the range of FIF values that were calculated in this numerical study.
Another similarity between the study of Verheye and ours is that FIF values
increased when Vmax values increased.
FIF values increase when cap thickness increases, which can be interpreted
that the influence of flow increases when the source is removed further from
the lumen. The FIF is calculated on the lumen wall, and thus combines the
influence that the flow has on the lumenwall on the one hand and the influence
that the source has on the lumen wall on the other hand. When the source is at
further distance from the location at which the FIF is calculated, the influence
of the source on that location becomes less. The relative influence of the flow
thus increases, resulting in increasing FIF values. The flow thus becomes of
more influence when the source is thermally ”less connected” to the lumen.
The influence of flow clearly is not negligible. Lumen wall temperatures
are significantly influenced by the flow running through the vessel. Therefore,
in a clinical setting, it might be advantageous to occlude the section of coronary
artery where presence of a vulnerable plaque is suspected before performing
temperature measurements, thus improving repeatability and enabling com-
parison with other studies.
3.4.3 REMARKS
For the model we have used a straight tube, suggesting that the lumen is un-
obstructed by the plaque. This is a reasonable approximation, since in reality
most vulnerable plaques are barely protruding into the lumen due to adaptive
remodelling of the lumen, which makes them undetectable using conventional
angiography. Data on the size of heat sources have not been reported, so the
heat source dimensions were chosen rather arbitrarily. The source was given
finite dimensions and was considered homogeneous. In reality boundaries of
macrophage clusters in atherosclerotic plaques may not be that clear and ma-
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crophages may be distributed over a much larger area.
The material parameters in this model are considered isotropic and homo-
geneous, and were those reported for pathologically acquired tissues, so the
influence of normal perfusion on the parameter values was not taken into ac-
count. The heat conductivity of the tissue surrounding a vulnerable plaque
might show some anisotropy due to the perfusion of the vasa vasorum. Data
on this subject has not been reported, though. The heat source was given ther-
mal parameter values found for fatty plaque. This resulted in a heat conduc-
tivity of 0.484 W ◦C−1 m−1 (Welch 1995), which paradoxically appears slightly
higher than the value used for healthy arterial tissue, 0.476W ◦C−1 m−1 (Welch
1995) and much higher than that of fatty tissue, which is around 0.200 W ◦C−1
m−1 (Duck 1990). However, since the source is small compared to the tissue
surrounding it, simulations have shown that the effect of using this possibly
overestimated heat conductivity value results to maximal temperature differ-
ences at the lumen wall that differ by less than 0.1% compared to using a heat
conductivity value of 0.200 W ◦C−1 m−1. In reality, differences in heat conduc-
tivity may have influenced the ex vivo temperature measurements presented
by Casscells et al (Casscells 1996) and by Verheye et al (Verheye 2002a). Due
to the differences in heat conductivities, there may exist differences in cooling
rate of fatty spots and regions of healthy arterial tissue. Fatty spots, more likely
having a lower heat conductivity value compared to normal arterial regions,
may cool down slower. This might possibly have contributed to the higher
temperature values of the fatty spots in ex vivo temperature measurements of
excised tissue exposed to room temperature.
In our study we assumed the heat source production to have values of 0.4,
0.2 and 0.1 W mm−3. No data has been reported on heat production of macro-
phages in vulnerable plaques, so it is not possible to independently validate
these assumptions. Some data on heat production of other macrophage types
have been reported (Charlebois 2002, Tho´ren 1990). These studies report heat
production values of approximately 20 pW per cell. These values are much
lower than the values needed to produce the temperature differences reported
in this study. Assuming a macrophage volume of 10x10x10 µm, this implies a
heat production of 0.02 mWmm−3, being a factor 5000 smaller than the lowest
heat production that was used in the simulations for the largest heat source
volume. It might be that our selected heat source volume of 25.1×10−3 mm3
underestimates the real volume occupied by macrophages since in reality the
plaque is more diffuse and the macrophages might be spread out over a larger
volume. In addition, the macrophages in vulnerable plaques may be metabol-
ically more active, and other enzymatic heat releasing processes are also likely
to be present.
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Another difference between the simulations and a clinical setting is that
in these simulations no measuring device inserted in the lumen is taken into
account. Presence of such a device will change the velocity profile, change
the maximal velocities, and therefore also change the thermal boundary layer.
This changes the temperature profile at the lumen wall which then becomes
heavily dependent on the catheter position with respect to the wall. If the
catheter contacts the wall, and if the contact area is sufficiently large, the flow
in this region is halted and locally the no flow situation may be approximated.
Uncertainties as these might also influence the FIF values presented in this
study.
3.5 CONCLUSIONS
Results from this study show that thermographic measurements do not always
correlate one-to-one with the amount of heat produced by a vulnerable plaque.
Measuring higher lumen wall temperature differences does not necessarily
mean that one deals with larger or more intense heat sources. Flow clearly
influences the measurements, and the influence of flow depends on vulnera-
ble plaque geometry.
Therefore, sole thermographic measurements should be interpreted with
great care. For a more accurate interpretation of thermographic measure-
ments, one should combine measuring temperature with an imaging modality
to obtain more information on the geometry of the vulnerable, atherosclerotic
plaque and a flow measuring device to define the flow.
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BASED ON: ten Have AG, Gijsen FJH, Wentzel JJ, Slager CJ, Serruys PW, van
der Steen AFW. A numerical study on the influence of vulnerable plaque com-
position on intravascular thermography measurements. Submitted for publi-
cation in Physics in Medicine and Biology.
In this chapter the influence of vulnerable plaque compo-
sition on lumen wall temperatures was studied numeri-
cally. The heat source location was the main determinant
of the lumen wall temperature distribution. The strongest
effect was noticed when the heat producing macrophages
were located in the shoulder region, leading to focal spots
of higher temperature. The maximal lumen wall tempera-
ture was mainly determined by the heat production of the
macrophages and the cooling effect of blood. The insulat-
ing properties of the lipid core increased lumen wall tem-
peratures when the heat source was located in the cap and
the presence of vasa vasorum lowered the temperatures.
CHAPTER 4
INFLUENCE OF VULNERABLE
PLAQUE COMPOSITION
4.1 INTRODUCTION
The many temperature readings that have been reported up to now vary
greatly, even when the same thermographic catheter type was used (Stefanadis
1998, Stefanadis 2000, Toutouzas 2004). Even though vulnerable plaques are
characterized by distinct features, they too can show great variation with re-
spect to their composition. These variations include the location of the macro-
phages, the lipid density of the lipid core, and the location of the vasa vasorum
with respect to the plaque. These differences in composition may influence the
temperatures at the lumen wall.
In this paper we will describe the numerical simulations we have per-
formed to study how variation in plaque composition influences the lumen
wall temperatures. The simulations were performed on a schematic represen-
tation of the lumen wall in which a realistically shaped plaque was embedded.
The location of the heat source in the plaque was varied, as were the thermal
parameters of the lipid core. Also, the influence of the location of the vasa va-
sorumwas studied. The results from this study will allow further optimization
of intracoronary thermography for vulnerable plaque detection.
A vulnerable plaque of the TCFA type consists of a lipid core separated
from the lumen by a thin fibrous cap and macrophage infiltration. The macro-
phages can be located at different locations, but were shown to be most pro-
nounced in the cap and the shoulder regions of the plaque (Pasterkamp 1999),
see also figure 4.1C. Since it is generally assumed that the lipid scavenging ac-
tivities of macrophages, and thus an increased metabolism, cause an increased
plaque temperature, it could imply that heat producing macrophages are also
located in a thin shell surrounding the lipid core. It is unknown how much
heat is produced by macrophages in vulnerable plaques. Studying the influ-
ence of heat production can be done by studying the effects of either a constant
heat production per unit volume or a constant total heat production. These op-
tions imply an optimal, dense amount of macrophages present in the volume
or identical numbers of macrophages present in the volume, irrespective of the
volume, respectively.
With respect to heat transfer it has already been shown that blood flow
strongly influences the thermographic measurements in vivo (Stefanadis
2003b, Diamantopoulos 2003a, Verheye 2004, ten Have 2004). Blood flow is not
only present at the lumen side of the vulnerable plaques, since these plaques
are also well perfused by the surrounding vasa vasorum (Kwon 1998, Galili
2004). This perfusion might influence the temperature distribution at the lu-
men wall, when the temperature of the perfusing blood is lower than the tem-
perature of the plaque.
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FIGURE 4.1: Schematic of the geometrical model. A: full view, B: cross section, C: a
histological cross-section of a coronary vessel with atherosclerotic plaque.
Heat transfer from the vulnerable plaque to its surroundings can also take
place by conduction. This manner of transfer might be influenced by the in-
sulating properties of the lipid core, which may affect the lumen wall temper-
ature. This effect could be different when the heat source is located either in
front of the lipid core or behind it.
4.2 METHODS
4.2.1 GEOMETRICAL MODEL
A geometrical model, depicted in figure 4.1A, was created using two coaxial
cylinders, which represented the lumen and the tissue surrounding the lumen.
A plaque was embedded in the tissue following data presented by Kolodgie
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et al (Kolodgie 2004). The length of the plaque was 8.1 mm. The necrotic core
area, in our case the area that the lipid pool comprised in a cross-section, was
1.7 mm2 and extended in circumferential direction over 120◦. The thickness of
the cap, separating the lipid core from the blood flow, was 65 µm. The outer
part of the cap was separated from the inner part and it was designated as the
shoulder region. In a cross sectional perspective, the shoulder regions were of
17◦ circumference and the inner cap part of 86◦ (ratio 1:5:1). The outer part of
the lipidic, necrotic core was designated shell, and its thickness was 100 µm.
The resulting volumes were 3.95 mm3 for the lipid core, 1.42 mm3 for the shell,
0.48 mm3 for the cap and 0.26 mm3 for the shoulder region.
The radius of outer cylinder, rvv, which represented the location of the vasa
vasorum, varied between 3.5 mm, 3.0 mm and 2.5 mm. The vasa vasorum was
thus located at 2.0, 1.5 and 1.0 mm distance from the lumen wall, respectively.
4.2.2 EQUATIONS
The heat equation was solved for the whole geometry, such that both conduc-
tive and convective heat transfer were taken into account. The heat equation
can be expressed as
ρcp
(
∂T
∂t
+ ~u · ∇T
)
− div (k∇T) = H (4.1)
in which T is the temperature (◦C), ρ is the density (kg m−3), t the time (s),
cp the specific heat capacity at constant pressure (J kg−1 ◦C−1), ~u the velocity
(m s−1), k the heat conductivity (W ◦C−1 m−1), and H the heat production per
unit volume (W m−3).
The velocity field in the lumen was obtained by solving the Navier-Stokes
equations for the lumen. The Navier-Stokes equations for an incompressible,
Newtonian medium can be expressed as
ρ
(
∂~u
∂t
+ (~u · ∇)~u
)
= ρ~f −∇p+ η∇2~u (4.2)
∇ · ~u = 0 (4.3)
in which ~f represents the body forces (N kg−1), p the pressure (N m−2)
and η the viscosity (Pa s). The conservation of momentum and equation is
represented by equation 4.2, whereas equation 4.3 represents the conservation
of mass.
62
TABLE 4.1: Tissue parameters for the different types of tissue that were used in this
model.
Blood Arterial Fatty
tissue plaque
Heat conductivity 0.49 0.476 0.200
(W ◦C−1 m−1)
Specific heat capacity 3.66 3.72 2.3
(×103 J kg−1 ◦C−1)
Density 1064 1075 920
(kg m−3)
Viscosity 0.003
(Pa s)
4.2.3 BOUNDARY CONDITIONS AND MATERIAL PROPERTIES
The material properties that were assigned to the different materials compos-
ing the geometry can be found in table 4.1 (Duck 1990, Welch 1995). All ma-
terial properties were considered to be temperature independent, since the ex-
pected temperature differences are small. The lipid core and the shell regions
were assigned the thermal properties of fatty plaque. The other regions, to-
gether with the remaining vessel wall were assigned those of arterial tissue.
The heat source production was assigned to different regions, to study the
influence of different locations at which the heat could be generated. Since
macrophages are expected to be found in the cap, the shoulder and a thin shell
surrounding the lipid core, we assigned the heat source to these regions, see
figure 4.1B. We also studied the effect when all three of these regions were
assigned to act as the heat source simultaneously. We will refer to this com-
bination as mixed region, or mixed heat source. The heat source production
values were chosen such that the resulting temperature differences resembled
those that were reported recently (ten Have 2005). Firstly, we assigned a con-
stant heat production per unit volume, Hvolume, of 5 mWmm−3 to the different
regions. Secondly, we studied the effect of a constant total heat production,
Htotal . For this, the total heat production was calculated when a Hvolume of 5
mWmm−3 was applied to the cap region. This resulted to a Htotal value of 2.4
mW, which was then applied to the other regions.
To study the influence of the insulating properties of fatty tissue, we also
performed simulations in which the parameters of the lipid core and the shell
regions were equal to those of arterial tissue, table 4.1.
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All outer walls of the geometry, except that of the outlet and the nodes com-
prising the outlet, were assigned a temperature of 37.0◦C, representing body
core temperature. These walls include the interface between the plaque and
the vasa vasorum. At the inlet of the lumen, a parabolic inflow of 75 ml min−1
was assigned (Doriot 2000). At the outlet a zero stress boundary condition was
applied.
4.2.4 SOLUTION PROCEDURE
The geometry was meshed using mesh generator Gambit 2.2.30 (Fluent Inc.,
Lebanon NH, USA). The mesh consisted of tetrahedral elements. The smallest
mesh element size was 30 µm in the cap and shoulder elements. The mesh
elements increased to 500 µm at the outer boundaries of the geometry. The
mesh was tested for mesh independency. The symmetry of the geometrical
model was used, such that the solution had to be calculated for only one half
of the geometry. The number of elements was around 740,000.
The equations were solved using the finite elementmethod. The segregated
solver of Fidap 8.7.2 (Fluent Inc., Lebanon NH, USA) was used. Convergence
criteria were set to 1x10−4 for both the velocity and the temperature solutions.
Streamline upwinding was performed for the temperature solution. The num-
ber of iterations needed to obtain convergence was around 13 when no flow
existed in the lumen, and around 32 when a flow was present.
Processing the numerical output was done using FieldView (Intelligent
Light, Lyndhurst NJ, USA).
4.2.5 ANALYSIS OF RESULTS
The results of the simulations will be described along the lines of variations
in plaque composition that affect heat generation and those that affect heat
transfer. The results were analyzed using the maximal temperatures at the
lumen wall, Tmax, and the maximal temperature differences at the lumen wall,
∆Tmax, with respect to the background temperature of 37.0◦C.
Regarding heat generation, the lumen wall temperature profiles were stud-
ied for the different regions where the macrophages were located. This was
done for both the flow and no flow situation. Furthermore, we have com-
mented on the difference between assigning a constant heat production per
unit volume, Hvolume, and a constant total heat production, Htotal , to the heat
source regions.
Regarding heat transfer, both the influence of lipid core composition and
vasa vasorum location were described. The influence of convection at the lu-
men side of the plaque has been described previously. This paper focuses on
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FIGURE 4.2: Temperature profiles at the lumen wall when a flow was simulated in the
lumen. Assigned regions from top to bottom: cap, shoulders, shell and
mixed region.
the heat exchange at the vasa vasorum side of the plaque. The results regard-
ing the vasa vasorum location were studied using the flow influence factor (ten
Have 2004). This factor was calculated as
FIF =
∆Tno f low
∆Tf low
(4.4)
in which ∆Tno f low represents the maximal temperature difference at the lu-
men wall when no flow exists in the lumen, and ∆Tno f low the maximal temper-
ature difference at the lumen wall when a flow does exist in the lumen. The
FIF indicates howmuch the measured temperature differences are changed by
the blood flow in the lumen.
4.3 RESULTS
4.3.1 HEAT GENERATION
In figure 4.2 temperature distributions at the lumen wall are given when the
heat source was assigned to the different regions and when a flow was present
in the lumen, since this is the physiological default situation, and the one pre-
ferred by interventional cardiologists. From top to bottom, the heat source was
assigned to the cap, the shoulders, the shell and the mixed region. The results
are depicted for the situation when a flow was simulated in the lumen. The
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scales belonging to the individual profiles range from 37.0◦C to the maximal
temperature at the lumen wall, which differed for the different heat source re-
gions. These maximal lumen wall temperatures can be found in table 4.2. The
resulting profile of the simulation in which the shoulder region was assigned
to be the heat source clearly showed the shape of the shoulder region of the
plaque. The profiles belonging to the shell and mixed region were longest in
both the direction of the blood flow and the circumferential direction.
In table 4.2, the maximal lumen wall temperature differences are given for
both the flow and no flow situations. In the two columns on the left, the heat
production per unit volume, Hvolume, was kept constant at 5 mWmm−3 for all
the heat source regions. The two columns on the right represent the maximal
lumenwall temperature differences when the total heat production, Htotal , was
kept constant at 2.4 mW for all the heat source regions.
TABLE 4.2: Maximal temperature differences at the lumen wall in ◦C. Vasa vasorum at
2 mm from lumen wall.
Hvolume= Htotal=
5 mWmm−3 2.4 mW
flow no flow flow no flow
cap 0.12 0.56 0.12 0.56
shoulders 0.08 0.19 0.14 0.37
shell 0.12 0.61 0.04 0.19
mix 0.24 1.30 0.05 0.27
For the constant Hvolume, one can see that for both the flow and the no flow
situation the maximal temperature difference existed when the mixed region
was assigned to be the heat source, followed by the shell region. The lowest
maximal temperature difference was found for the shoulder region. For a con-
stant Htotal and a flow situation, the highest temperature differences existed
when the shoulder region was assigned to be the heat source, followed by the
cap region. For a constant Htotal and a no flow situation, the highest temper-
ature differences existed for the cap region, followed by the shoulder region.
The lowest temperature difference for both flow and no flow was found when
the shell region was assigned to be the heat source.
The temperature profiles at the centerline, the line of symmetry in the di-
rection of blood flow, of the profiles in figure 4.2 are given in figure 4.3, when a
Hvolume of 5 mW mm−3 was assigned to the regions acting as the heat source.
These centerlines represent pullbacks along these lines that could have been
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FIGURE 4.3: Temperature profiles along the center line when a flow was simulated in
the lumen. Vasa vasorum at 2 mm from lumen wall. Constant heat pro-
duction per unit volume = 5 mWmm−3.
obtained with a catheter used for intracoronary thermography. The pullbacks
obtained when the cap, shell and mixed regions were assigned to be the heat
source were of identical appearance, with the mixed region showing the high-
est Tmax, whereas the pullback for the shoulder region differed strongly. In the
pullback for the shoulder region two peaks could clearly be distinguished, rep-
resenting the proximal and distal shoulder regions. In addition, the centerline
pullback of the shoulder region did not reveal the maximal lumen tempera-
ture, which is 37.08◦. This maximal temperature was located at the parts of the
shoulder region that were parallel to the blood flow direction.
4.3.2 INFLUENCE OF THERMAL PROPERTIES OF THE LIPID
CORE
In table 4.3 the maximal temperature differences at the lumen wall are given,
which are used to study the influence of the insulating properties of the lipid
core. The results are given for when the cap and shell regions were assigned to
be the heat source. These were the regions to be influencedmost by this param-
eter variation since they were located in front of the lipid core and behind it. In
the table the maximal lumen wall temperature differences are given when the
lipid core was assigned to have thermal parameters of healthy arterial tissue
and of fatty plaque.
The results in the table show that more lipid-rich tissue in the lipid core
resulted in higher temperature differences at the lumen wall when the cap re-
gion was assigned to be the heat source, whereas for the shell region it resulted
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TABLE 4.3: Maximal temperature differences at the lumen wall. Constant total heat
production = 2.4 mW. Vasa vasorum at 2 mm from lumen wall.
cap shell
flow no flow flow no flow
healthy 0.11 0.43 0.05 0.21
lipid 0.12 0.56 0.04 0.19
in lower temperature differences. These statements hold for both the flow and
the no flow situation. For a flow situation these changes are smaller than for a
no flow situation. The shape of the pullback curves did not change much by
the parameter variation.
4.3.3 HEAT EXCHANGE BY THE VASA VASORUM
In figure 4.4 the influence of the location of the vasa vasorum on the maximal
temperature differences at the lumen wall are depicted. A constant Htotal of 2.4
mWwas assigned to the heat source regions. In the left panel, a flow was sim-
ulated, and in the right panel no flow existed in the lumen. Note the different
scale on the y-axes.
When the vasa vasorum approached the plaque, the lumen wall tempera-
tures decreased, for both the flow and the no flow situations, but not largely.
When a flow was present, the highest temperatures were found when the
shoulder region was assigned to be the heat source, followed by the cap region.
The lowest temperature differences were found for the shell region. When no
flow existed, the highest maximal temperature differences were found when
the cap region was assigned to be the heat source, followed by the shoulder
region. The lowest temperature differences in a no flow situation were found
for the shell region. These orders did not change for different locations of the
vasa vasorum.
In figure 4.5 the flow influence factors, FIF values, resulting from the tem-
peratures in figure 4.4 are given. The FIF values, and thus the influence of the
lumen blood flow, were highest for the mixed region and a distance of 2.0 mm
between the vasa vasorum and the lumen wall. The FIF was lowest for the
shoulder region, independent of the location of the vasa vasorum.
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FIGURE 4.4: Maximal temperature differences at lumen wall for varying heat source
regions and varying locations of vasa vasorum. Constant total heat pro-
duction = 2.4 mW, A: flow, B: no flow. Note the different scale on the
y-axes.
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FIGURE 4.5: Flow influence factor for varying heat source regions and varying locations
of vasa vasorum. Constant total heat production = 2.4 mW.
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4.4 DISCUSSION
In this study, numerical simulations were performed to study the effect of dif-
ferences in plaque composition on the temperature profile at the lumen wall.
Firstly, the effect of the location of the heat source and its production was de-
scribed, which concern the heat generation of the plaque. Secondly, the effects
of both the lipid core composition and the location of the vasa vasorum were
studied, both concerning the heat transfer from the vulnerable plaque to the
lumen wall.
4.4.1 HEAT GENERATION
The first results described in this paper were obtained using a constant
heat production per unit volume, Hvolume, representing an optimal, dense
macrophage infiltration. After this, a constant total heat production, Htotal ,
was assigned to the regions, representing identical numbers of macrophages
irrespective of the volume. This resulted in identical temperatures when the
cap region was assigned to act as heat source, since this region was considered
the default. Changing from Hvolume to Htotal resulted in higher temperatures
when the shoulder region was assigned to be the heat source, since this re-
gion has a smaller volume than the cap region. For the shell and the mixed
regions this resulted in lower lumen wall temperatures, due to the larger heat
source volumes compared to that of the cap. When a constant Htotal was used,
the cap region showed higher lumen wall temperatures than the shell region.
This means that, even though the macrophages may produce equal amounts
of heat, the macrophages that lie further from the lumen wall contribute less
to the temperature profile at the lumen wall (ten Have 2004). Macrophages
that have scavenged lipids and have thereby migrated deeper into the plaque
might thus contribute less to the temperature profile than macrophages that lie
close to the lumen.
From the figures representing the lumen wall temperature profiles and the
pullbacks, figures 4.2 and 4.3, it becomes clear that the location of the macro-
phages strongly influences the resulting temperature profile. This determines
the requirements regarding the spatial resolution that a measuring method
should fulfill. When the macrophages are clustered together in the cap re-
gion, this resulted in a shorter temperature profile, both in the direction of
the blood flow and the circumferential direction, than when the macrophages
are clustered together in the shell region. The effect was even stronger when
the shoulder region was assigned to be the heat source, since the profile is
of small circumferential dimensions, which requires a high spatial resolution
of a thermography catheter to enable its detection. With the current methods
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used for in vivo intracoronary thermography, not allowing full circumferential
scanning, vulnerable plaques with macrophages located only in the shoulder
regions might be left undetected.
Except for when the shoulder region was assigned to be the heat source, the
maximal temperatures of the temperature profile are all located at the center-
lines, which were depicted in figure 4.3. The maximal temperatures of the
shoulder region lie on the regions of the profile parallel to the blood flow.
In other publications, thermography pullbacks were depicted which showed
multiple hot spots, which were attributed to a single vulnerable, atherosclero-
tic plaque (Verheye 2002a, Krams 2005). The shape of the temperature profile
resulting from the heat producing macrophages located in the shoulder region
could clarify these reported profiles.
From figures 4.2 and 4.3 it becomes clear that the location at which the tem-
perature is measured is of influence on the results. As can be seen in figures 4.2
and 4.3, the temperatures upstream of the plaque differ from the temperatures
downstream of the plaque. The locations where the temperature measure-
ments were performed, have previously been determined using angiographic
images and/or IVUS images (Stefanadis 1999, Stefanadis 2001, Toutouzas
2006), and were based on the degree of stenosis. This location, though, is not
necessarily the location at which the macrophages are located, since vulnera-
ble plaques are, in general, not stenotic due to expansive remodelling (Schaar
2004a). In addition, when the macrophages are clustered together, this need
not be the location at which the degree of stenosis is highest. These arguments
might explain the variation in the results obtained with catheters of identical
design (Stefanadis 1998, Stefanadis 2000, Toutouzas 2004). They could also ex-
plain why not every patient that was inspected showed thermal heterogeneity
(Stefanadis 1999).
4.4.2 INFLUENCE OF INSULATING PROPERTIES OF LIPID CORE
The thermal properties assigned to the lipid core influenced the lumen wall
temperatures, but the effects were opposite for when the heat source was as-
signed to the shell and cap regions. When the lipid core tissue is more lipid-
rich, the thermal conductivity decreases. This causes the lumen wall tempera-
tures to increase when the cap region acted as heat source, whereas for the shell
region they decreased. This can be attributed to the location of the heat source
with respect to the lipid core, of which the thermal properties were changed.
The lipid core lies in front of the shell region. When the thermal conductivity
decreases, this means that the core will conduct the heat produced by the shell
less well to the lumen wall. Less thermal energy will arrive at the lumen wall,
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resulting in lower lumen wall temperatures. In case of the cap region, the lipid
core lies behind the heat source. With decreasing thermal conductivity of the
lipid core, more of the heat will thus flow to the lumen wall, resulting in higher
lumen wall temperatures.
In vivo measurements need be interpreted with great care due to the in-
fluence of the lipid core. When the location of a plaque is determined by
angiography and/or IVUS images, the thermal properties of the surround-
ing tissue remain unknown. Heat producing macrophages surrounded by a
less lipid-rich core might result to lumen wall temperatures identical to those
found for heat producing values surrounded by a highly lipid-rich core, de-
pending on their location with respect to the core. The latter case is considered
to be more vulnerable, but this might not be deduced from the temperatures
that were measured. The implication of the lumen wall temperature measure-
ments could thus bemisinterpreted. When different tissues have different ther-
mal properties, this means that they also have different cooling rates. Ex vivo
measurements (Casscells 1996, Verheye 2002a), generally performed at room
temperature, are influenced by these differences and they thus need to be in-
terpreted with care. The presence or absence of a lipid core, or more generally
the composition of the plaque, might have attributed to the variety in temper-
ature differences that have previously been reported (ten Have 2005).
4.4.3 INFLUENCE OF LOCATION OF VASA VASORUM
In figure 4.5 the FIF values were given, representing the influence of the blood
flow on the lumen wall temperatures. This value can be interpreted as the
factor by which measured temperatures increase when the flow is halted. For
the results depicted in the figure, it means that the temperatures increase by
a factor between 2 and 5 when the vessel is occluded. This is large when it
is compared to the influence that the location of the vasa vasorum has on the
lumen wall temperatures, which can be observed in figure 4.4, since these tem-
peratures were not strongly influenced by the location of the vasa vasorum.
The FIF decreases with decreasing distance between the lumen wall and the
vasa vasorum, but not largely.
Vasa vasorum density has been related to plaque rupture (Moreno 2004)
and plaque progression (Langheinrich 2006). From our results it can be seen
that the closer the vasa vasorum lies to the lumen, the lower lumen temper-
atures are. The thermographic measurements that were reported by others
might thus have underestimated the vulnerability of the plaque when they
concerned advanced lesions.
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4.4.4 LIMITATIONS
In this study it was assumed that macrophages act as the heat source due to
their increase metabolic activity, which has not yet been proven, though. Other
exothermal processes might be present in the vulnerable plaque and the ves-
sel wall surrounding the plaque (ten Have 2005). The heat production val-
ues of exothermal processes in the vulnerable plaque and its surroundings are
unknown. Heat production values of macrophages in other environments,
different from that of the vulnerable plaque, have been reported previously
(Charlebois 2002, Tho´ren 1990). Based on numerical simulations, it was con-
cluded that these reported values were not sufficiently high to generate tem-
perature differences equal to those reported in literature (ten Have 2004).
The geometry that was used for these simulations consisted of straight
tubes, and a stationary parabolic blood flow profile was used. A more real-
istic geometry and a pulsatile flow are both expected to influence the velocity
profile near the wall, which will change the results in this paper only by a
geometry or time-dependent scaling factor. The influence of a catheter in the
lumen was studied in a separate paper (ten Have 2006).
The impact of the vasa vasorum might have been underestimated in this
study, since in this geometrical model the vasa vasorum covered only the up-
per side of the plaque and not the proximal and distal regions. In addition,
perfusion of the plaque was not included in the simulations.
4.5 CONCLUSIONS
In conclusion, the lumenwall temperature distribution is influenced by vulner-
able plaque composition. The results from this numerical study have impor-
tant implications for in vivo vulnerable plaque detection using thermographic
methods.
The design of the thermographic device that measures lumen wall temper-
atures in vivo should fulfill a number of requirements which can be deduced
from this study. Firstly, the method needs high a spatial resolution. Since
thermal heterogeneity can be caused by small macrophage clusters with high
metabolic activity, thus acting as focal heat source, this heterogeneity might
not be detected when the spatial resolution of the method not high enough. So
for optimal vulnerable plaque detection by intracoronary thermography, the
spatial resolution of the existing contact measurement techniques needs to be
improved.
Secondly, the variety in plaque composition requires combining intra-
coronary thermography with an imaging technique that is able to image
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macrophage clusters, the location of lipid regions, and, when possible, the loca-
tion of the vasa vasorum. Intracoronary thermography can then be responsible
for determining the inflammatory activity of a plaque and the imaging tech-
nique provides the essential information required for correct interpretation of
the thermographic measurements.
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BASED ON: ten Have AG, Draaijers EBGT, Gijsen FJH, Wentzel JJ, Slager CJ,
Serruys PW, van der Steen AFW. Influence of catheter design on lumen wall
temperature distribution in intracoronary thermography. Accepted for publi-
cation in Journal of Biomechanics, 2006.
We studied how catheter design and catheter location in-
fluence the temperature readings, and thus its capacity to
detect vulnerable plaques. Numerical simulations were
performed on geometries representing the coronary artery,
the vulnerable plaque and the catheter. Catheter mate-
rial, diameter and location with respect to the plaque were
varied. Both flow and no flow situations were studied.
The location at which a thermosensitive element should be
placed for most optimal temperature readings differed for
polyurethane and nitinol catheters. Catheter design can
contribute to enhanced temperature readings and can thus
enable more optimal vulnerable plaque detection.
CHAPTER 5
INFLUENCE OF CATHETER
DESIGN
5.1 INTRODUCTION
Different catheters have been developed and were used for thermographic
studies (Stefanadis 1999, Verheye 2002a, Naghavi 2003, Courtney 2004). These
catheters differ in their dimensions, from 0.1 mm to 1.3 mm diameter; the ma-
terial of which they are made, nitinol and polyurethane; and the thermosensi-
tive elements that are used, thermocouple and thermistor. The thermographic
readings were shown to be influenced by flow (Diamantopoulos 2003a, Ste-
fanadis 2003b, ten Have 2004, Verheye 2004).
Since the presence of a catheter changes the velocity profile, its presence
might influence the temperature readings. These influences are not only due
to the changes in the velocity profile, but also due to its thermal properties and
its location with respect to the heat source. To study the influence of catheter
presence and its design on temperature readings, we have performed numeri-
cal simulations on a geometrical model of a coronary artery in which a vulner-
able plaque and a catheter were modeled.
5.2 METHODS
5.2.1 GEOMETRICAL MODEL
The geometrical model, depicted in figure 5.1, consisted of a straight cylinder
of 3 mm diameter which represented the coronary artery lumen. Around this
cylinder, a second co-axial cylinder was created, which represented the vessel
wall and the tissue surrounding the coronary artery. The heat source and the
lipid core were modelled as homogenous entities in 90◦ circumferential direc-
tion. The dimensions of the plaque fall within the ranges that were reported
for fibrous cap atheromas, thin cap fibroatheromas and plaques that caused
acute plaque rupture (Kolodgie 2004).
The modelled catheters had diameters of 1, 0.5 and 0.2 mm. The contact
surface of the catheter to the lumen wall was created such that the catheter
radius at that site was flattened and had a curvature identical to the lumen
curvature. When the diameter of the catheter was smaller, the contact surface
area was smaller. The contact surface areas were 1.407, 0.594 and 0.218 mm2,
respectively.
The location of the catheter was varied in longitudinal, circumferential and
radial directions, which is shown in figure 5.2. For the longitudinal variation,
which represented a pullback that was used for determining the optimal sen-
sor location, the catheter tip was positioned at 5 locations with respect to the
heat source, causing various degrees of overlap. Full overlapwas createdwhen
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FIGURE 5.1: Geometrical model of the artery and the catheter. In the artery a lipid core,
heat source and cap are embedded.
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FIGURE 5.2: Variation in catheter location. A: longitudinal, B: circumferential, and C:
radial variation.
the catheter edge was positioned at the end of the heat source, partial overlap
when the catheter was positioned such that half of the heat source was cov-
ered by the contact surface, both upstream and downstream, and no overlap
existed when the catheter edge was positioned 1 cm from the heat source, both
upstream and downstream. The variation in catheter location in the circum-
ferential direction was created when the catheter was positioned at 0◦, 45◦ and
90◦. These positions thus caused full, partial and no overlap at all, respectively,
between the catheter and the heat source. Radially, the position was varied
between full contact, and a gap size of 200 and 300 µm between the contact
surface and the lumen wall.
5.2.2 BOUNDARY CONDITIONS
The body core temperature remains relatively constant due to the tissue per-
fusion. Similarly, the vessel wall and the plaque borders are perfused by mi-
crovessels called the vasa vasorum. This effect was taken into account in the
simulations by application of a temperature of 37.0◦C at all the outer bound-
aries. Since blood is able to remove heat from the lumen wall by convection,
we did not fix the temperature at the lumen outlet.
Temperature differences between warmer and cooler regions of a plaque
up to 2.2◦C have been reported (Casscells 1996), yet the most recently pub-
lished results have converged to values around 0.2◦C (ten Have 2005). The
heat source production value that we used in this study was 5 mW mm−3,
which resulted in temperatures in this latter range. We used stationary uni-
form velocity profiles forced upon the inlet resulting in a flow of 75 cc min−1,
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TABLE 5.1: Parameter values for the different types of tissue and catheter materials that
were used in this model.
Blood Arterial Fatty Nitinol Polyurethane
tissue tissue
Heat conductivity
(W ◦ C−1 m−1) 0.49 0.476 0.2 18 0.251
Specific heat capacity
(x 103 J kg−1 ◦ C−1) 3.66 3.72 2.30 0.49 2.2
Density
(kg m−3) 1064 1075 900 6450 1220
Viscosity
(Pa s) 0.003
which is a representative value for blood flow in human coronary arteries (Do-
riot 2000). At the outlet a zero stress boundary condition was applied.
5.2.3 MATERIAL PARAMETERS
Material parameter values, including thermal parameters, that were assigned
to both the tissues and the catheter can be found in table 5.1 (Duck 1990, Welch
1995). The parameter values for nitinol and polyurethane were provided by
vendors of these materials.
The thermal parameter values that were used for the vessel wall and the
tissue surrounding the coronary artery were assumed to be equal to the values
that were found for healthy arterial tissue. The thermal parameters for the
lipid core and the heat source were assumed to be equal to the values of fatty
tissue. All parameters were considered to be independent of temperature. The
blood was modelled as a Newtonian fluid.
5.2.4 NUMERICAL SOLUTION PROCEDURE
The geometrical models were created and meshed in Gambit 2.1.6 and 2.2.30
(Fluent Inc., Lebanon NH, USA). The mesh contained linear tetrahedral mesh
elements and we increased mesh density where large thermal gradients were
expected. The mesh was refined such that the results were mesh independent.
The mesh element size increased from 50 µm in the cap and heat source vol-
umes to a maximum element size of 200 µm at the edges of the geometry. The
number of elements was typically around 150 x 103.
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The steady heat equation and the steady Navier-Stokes equations were
solved for a Newtonian fluid (ten Have 2004). The calculations were per-
formed with the widely used package Fidap 8.7.2 (Fluent Inc., Lebanon NH,
USA). The problem was considered weakly coupled, so temperature depen-
dence of the momentum equation was not considered. The segregated solver
method was used to solve the equations. Convergence was obtained when the
relative errors between two iterations were less than 1 x 10−4 for the tempera-
ture and the velocity solutions. Where possible, symmetry of the geometrical
model was used to reduce calculation time. Streamline upwinding was used
for stabilization of the temperature solution.
Visualization and processing of the numerical output was done using Field-
View 10F (Intelligent Light, Lyndhurst NJ, USA).
5.2.5 ANALYSIS OF RESULTS
The results are expressed as temperature differences, ∆T, with respect to the
background temperature of 37.0◦C.
The location at which a thermosensitive element, such as a thermistor or
a thermocouple, should be placed on the contact surface for most the optimal
temperature readings, and thus for most optimal vulnerable plaque detection,
needs to be determined. Using the data for the pullback under flow conditions,
as was described in section 5.2.1, this optimal sensor location was defined as
the point on the symmetry axis of the the contact surface where ∆T is maximal.
The temperature differences at this optimal sensor location are referred to as
∆Tsens.
5.3 RESULTS
5.3.1 GENERAL OBSERVATIONS
The temperature profile at the lumen wall when a flow was present with no
catheter, is depicted in the top two panels of figure 5.3 representing the tem-
perature distributions at the lumen wall. The maximal ∆T at the lumen wall
for the reference situation was 0.12◦C. In the bottom panels the temperature
distributions at the lumen wall are given when a 1 mm nitinol, left, or a 1 mm
polyurethane, right, catheter contacted the lumen wall. The maximal ∆T at the
lumen wall for these situations were 0.14 and 0.51◦C, respectively. For the 1
mm polyurethane catheter, the maximal ∆T was found on the contact surface,
whereas for the 1 mm nitinol catheter, it was found beside the contact surface
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no catheter no catheter
nitinol polyurethane
Q=75 cc/min Q=75 cc/min
2.5 mm 2.5 mm
contact surface
lumen wall
0.0°
0.14°
0.0°
0.51°
FIGURE 5.3: Temperature distributions at the lumen wall. The distributions are shown
for the area between the dash-dotted lines depicted on the lumen wall.
The area where the contact surface of the catheter contacts the lumen wall
is shown with solid lines. The catheter was located right under the heat
source. A flow, 75 cc min−1, was present. Left: Temperature distribution at
the lumen wall without catheter (top) and with 1 mm nitinol catheter (bot-
tom). Right: Temperature distribution at the lumen wall without catheter
(top) and with 1 mm polyurethane catheter (bottom). Note the different
temperature scales.
on the lumen wall. The maximal temperature at the contact surface of the 1
mm nitinol catheter was 0.06◦C.
One can appreciate the effect of the thermal properties of the catheter; the
highly conductive nitinol reduced the maximal ∆T at the contact surface and
the insulating polyurethane enhanced the maximal ∆T.
The uniform velocity profile at the inlet of the lumen developed to a
parabolic profile in the absence of a catheter. When a catheter was present, the
profile developed to an annular tube velocity profile. The effect the catheter
had on the velocity profile right behind the catheter can be seen in figure 5.4.
A horseshoe vortex and a recirculation zone can be appreciated in the left
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0.0°
0.21°
A B
FIGURE 5.4: Effect of a 1 mm nitinol catheter on the velocity profile and on the blood
temperature. The catheter was positioned such that it partially overlapped
the heat source upstream. A: streamlines show a horseshoe vortex, B: vec-
tors represent the velocity in the symmetry plane and show a recirculation
zone.
and right panel, respectively. Further downstream, the profile recovered to
a parabolic velocity profile.
5.3.2 PULLBACK AND OPTIMAL SENSOR LOCATION
In figure 5.5 the temperature profiles on the contact surface are given for
the various longitudinal positions for a 1 mm nitinol, left, and a 1 mm
polyurethane, right, catheter. Themaximal ∆T on the symmetry line of the con-
tact surface is indicated with an arrow in both panels. For the nitinol catheter
the maximal temperature difference, and thus the optimal sensor location, was
found on the catheter edge of the contact surface; for the polyurethane catheter
it was found at 1.1 mm from the edge. These optimal sensor locations were
maintained for all catheters that were modelled.
5.3.3 INFLUENCE OF CATHETER LOCATION
In figure 5.6 temperature differences at the sensor location, ∆Tsens, are given
for different catheter positions. ∆Tsens was almost always higher for the
polyurethane catheters. ∆Tsens decreased when the catheter was moved away
from the source, but did so faster for the polyurethane catheter. In addition,
∆Tsens was always higher for no flow than for flow. The catheter positions can
be divided into positions in which overlap, either full, denoted with encircled
times symbol, or partial, denoted with an asterisk, existed between the heat
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0.0°
0.07°
flow, 75 cc/min
ΔTmax = ΔTsens
0.0°
0.51°
polyurethane
heat sourceproximal distal
longitudinal position
proximal distal
longitudinal position
heat source
ΔTmax = ΔTsens
flow, 75 cc/min
A B
FIGURE 5.5: Temperature profiles on contact surface of the catheter of 1 mm diameter
made from A: nitinol and B: polyurethane, under flow conditions. The
position of the contact surface with respect to heat source (from top to bot-
tom): no overlap, upstream (top); partial overlap, upstream; full overlap
(middle); partial overlap, downstream; no overlap, downstream (bottom).
Note the different temperature scales.
source and the contact surface, and positions for which there existed no over-
lap.
In the top two panels of 5.6 the results of the variation in longitudinal posi-
tion of the catheters are given. The location of the heat source is marked with
a bold line on the x-axis. For the nitinol catheter the source appeared flattened
when a pullback was performed, whereas for the polyurethane catheter an ex-
plicit peak existed. When there was overlap and flow, ∆Tsens was on average
5.4 times higher for the polyurethane catheter compared to the nitinol catheter.
For a nitinol catheter, when there was overlap, ∆Tsens values were on average
5.5 times higher for no flow compared to flow. For a polyurethane catheter,
this factor was only 1.7 times.
The results for the circumferential variation in catheter position are given
in the middle two panels of figure 5.6. ∆Tsens values were similar for the no
overlap positions of the nitinol and polyurethane catheters, but showed great
variation when there was overlap. When there was overlap and flow, ∆Tsens
was on average 8.1 times higher for the polyurethane catheter compared to
the nitinol catheter. For a nitinol catheter, when there was overlap, ∆Tsens val-
ues were on average 6.1 times higher for no flow compared to flow. For a
polyurethane catheter, this factor was only 1.8.
In the bottom two panels of figure 5.6 the results for the variation in gap
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FIGURE 5.6: ∆Tsens values for nitinol (A, C, E) and polyurethane (B, D, F) catheters of 1
mm diameter, at different longitudinal (A, B, position measured from the
downstream edge of the heat source), circumferential (C, D) and radial (E,
F) locations. For both flow (circle) and no flow (square) conditions. Full
and partial overlap between heat source and catheter contact surface are
indicated by encircled times symbols and asterisks, respectively.
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FIGURE 5.7: ∆Tsens values for A: nitinol and B: polyurethane catheters of varying diam-
eters positioned right under the heat source. For both flow (circle) and no
flow (square).
size are given. For no flow, ∆Tsens values for the polyurethane catheter were
on average 2.7 times higher than those of the nitinol catheter. This value was
relatively constant for the three different gap sizes. For flow, when the gap size
increased from 0 to 0.3 mm, this factor strongly decreased from 8.7 to 0.71. For
the nitinol catheter, and gap sizes 0 and 0.2, the ∆Tsens values were 5.0 and 6.3
times higher for no flow compared to flow, respectively. For a polyurethane
catheter these values were 1.6 and 5.3, respectively, showing a great increase.
5.3.4 INFLUENCE OF CATHETER DIAMETER
In figure 5.7 it can be seen that for nitinol catheters ∆Tsens decreased when
catheter diameter increased; for polyurethane these values increased. The in-
fluence of flow decreased when catheter diameter increased. For a 0.2 mm
nitinol catheter, ∆Tsens was 6.5 times higher for no flow compared to flow. For
a 1.0 mm nitinol catheter, this number was 5.0. For polyurethane catheters this
number reduced from 3.7 to 1.6.
5.4 DISCUSSION
Presence of a catheter in the artery changed the lumenwall temperature profile
and the maximal temperature values, as could be seen in figure 5.3. It was
previously demonstrated that reducing blood flow increased the temperature
readings (Stefanadis 2003b, Verheye 2004) and changed the temperature profile
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(ten Have 2004). Presence of a catheter changed the velocity distribution, and
thus the convective heat transfer, compared to when no catheter was present.
Conductive heat transfer changed due to the differences in thermal parameters
between catheter material and those of blood and arterial tissue. Therefore, the
changes in temperature were the result of both catheter presence and catheter
design parameters.
The optimal sensor location was chosen under flow conditions because this
is favored by interventional cardiologists. Fully occluding a vessel can cause
chest pain and an uncomfortable feeling for the patient under treatment, and
is therefore avoided. The optimal sensor location of the nitinol catheter was
found at the catheter edge, whereas for the polyurethane catheter it was found
upstream at 1.1 mm from the edge. For the nitinol catheter, the part of the lu-
men wall beside the contact surface of the catheter, was of higher temperature
than the contact surface. Thuswhen the blood flowed beside the catheter it was
heated. When entering the recirculation zone it was able to heat the catheter.
For the polyurethane catheter, the lumen wall was of lower temperature than
the contact surface, so when the blood entered the recirculation zone it cooled
the catheter.
The heat source could be detected by the nitinol catheter when the contact
surface overlapped the heat source, but temperatures were higher when there
was full overlap. When the nitinol catheter approximated the heat source, the
temperatures did not differ much from the background temperature. Using a
polyurethane catheter, though, the temperature differed from the background
temperature even when there existed partial overlap. This meant that the ex-
act location of a heat source could not be exactly determined. A small gap
between the contact surface and the lumen wall caused convective heat trans-
fer by the small layer of blood flowing through this gap. Therefore, for optimal
vulnerable plaque detection, it is necessary to ensure wall contact.
Temperatures measured with polyurethane catheters that were reported
in literature were higher than those reported for nitinol catheters (Stefanadis
1999, Verheye 2002a, Schmermund 2003). Presence of a polyurethane catheter
enhanced the temperature readings. This is due to its lower heat conductivity
compared to that of blood, which makes it a very good choice for heat source
detection, and thus for vulnerable plaque detection. The polyurethane catheter
used for in vivomeasurements has a diameter of about 1mm (Stefanadis 1999),
whereas the nitinol catheters that were used are of smaller diameter (Verheye
2002a, Diamantopoulos 2003b, Naghavi 2003). In our study, we have used the
catheter with 1 mm diameter for the variation in catheter position. In figure 5.7
it can be seen that the results for nitinol catheter in presence of flow were more
or less independent of catheter diameter. For smaller catheter diameters, the
86
∆Tsens values of polyurethane catheter were higher both for flow and no flow
conditions.
In this study a schematic representation of the artery and the catheter were
used so that changes in temperature could be ascribed to changes in one spe-
cific parameter. In reality, vulnerable plaques are less homogenous and coro-
nary arteries are not straight tubes. Also, when the heat source would ap-
pear more like a point source, the spatial resolution becomes more impor-
tant. Both the pulsatility of the blood flow and the non-Newtonian viscosity
of blood need further evaluation. The heat source production value used in
this study resulted in temperature differences that approximate the values that
have been reported in literature most recently. This value, 5 mW mm−3, is
higher than macrophage heat production values that have been reported in lit-
erature (Tho´ren 1990, Charlebois 2002). In addition, the catheter geometry was
simplified, whereas in reality it can be more complex.
5.5 RECOMMENDATIONS FOR CATHETER DESIGN
Presence of a catheter in the lumen and its design influence the temperature
measurements, and these effects cannot be neglected when interpreting in vivo
temperature readings for vulnerable plaque detection.
To optimize vulnerable plaque detection by intracoronary thermography,
one should take into account the aforementioned parameters. In addition, the
choice for the thermosensitive device to be placed on the catheter should be
made carefully. Enhancing temperature readings can be done by using an in-
sulating material, ensuring full lumen wall contact and optimally positioning
the sensor with respect to the heat source. Insulating materials can be used
for the whole catheter, but also for coating catheters made from conductive
materials. For optimal positioning of the catheter it is recommended to com-
bine the thermographic system with an imaging device, or to optimize spatial
sampling of the thermographic readings. Reducing convective heat transfer by
occluding flow, preferably locally such that the patient will not suffer from it,
will also contribute to more optimal vulnerable plaque detection.
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Obtaining a one-to-one relationship betweenmacrophages
and temperature was the objective of the study described
in this chapter. Excised murine aortic arches, showing
advanced atherosclerotic plaques, were studied with an
infrared camera. Macrophage and lipid content of these
aortas were obtained with histological staining, and these
were matched to the observed temperature distributions.
The results were described per mouse, per plaque and per
histological cross-section. The results showed no clear, un-
ambiguous relationship between macrophages and tem-
perature increase. It was recommended that additional
staining is performed to distinguish active macrophages
from non-active ones.
CHAPTER 6
TEMPERATURE
MEASUREMENT OF
ADVANCED MURINE
ATHEROSCLEROTIC PLAQUES
6.1 INTRODUCTION
In the previous chapters, a number of studies are described in which parame-
ters that possibly influence intracoronary thermographic measurements were
identified and studied numerically. These studies have given us insights in
how these different parameters, related to the vulnerable plaque and its ther-
mographic detection, are of influence on the temperature distribution at the
lumen wall and how these insights could be used to optimize thermographic
detection methods and the measurements. The parameters that were studied
include the blood flow through the lumen, the geometry and size of the heat
source and its heat production value, the design of the catheter and the com-
position of the plaque. From the results described in the previous chapters,
it could be concluded that knowledge of the parameters regarding the heat
source, such as its location and its heat production, is of great importance in
designing an intracoronary thermography system to enable optimal vulnera-
ble plaque detection by thermographic means.
Casscells et al. have measured surface temperatures on excised human
carotid arterial tissue at room temperature (Casscells 1996). Their plaques
showed temperatures that varied reproducibly by 0.2 to 0.3◦C, but 37% of
their plaques had substantially warmer regions of 0.4 to 2.2◦C. The thermal
heterogeneity that was found after re-equilibration at 37◦C was even greater
and also reproducible. The temperatures correlated with cell density, and in-
versely with the distance of the cell clusters from the luminal surface. Most
cells were macrophages, but a relation between increased temperatures and
macrophages was not given. Infrared images, though not shown, were said to
also reveal thermal heterogeneity.
Verheye et al. compared temperature pullbacks that were measured in rab-
bit aortas that had received a cholesterol-rich diet for 6 months with the pull-
backs of rabbits that had received normal diet (Verheye 2002a). The temper-
ature heterogeneity was markedly elevated and increased with plaque thick-
ness. After 3 months of cholesterol lowering, plaque thickness remained un-
changed, but temperature heterogeneity was significantly decreased. This par-
alleled plaque histology, which showed a marked loss of macrophages. Ex
vivo experiments, performed at room temperature on 3 additional rabbits,
demonstrated the positive relation between local temperature and local total
macrophage mass.
Krams et al. have studied temperature pullbacks in rabbits presenting athe-
rosclerotic plaques in vivo and compared selected hot and cold regions to his-
tology (Krams 2005). The hot regions showed an average temperature of 0.40
± 0.03◦C and the cold regions 0.07 ± 0.03◦C. Higher macrophage densities,
90
173%, and increased MMP-9 activity, 673%, were noted in the hot regions. A
regression analysis revealed that MMP-9 predicted hot regions better than ma-
crophages accumulation alone. No relationship was inferred between thermal
heterogeneity and lipid content. Since the individual location of the four ther-
mistors on the catheter that was used remained unknown, local temperatures
could not be related to local macrophage nor MMP-9 content.
The previously discussed studies all imply that macrophages act as the heat
source in a vulnerable plaque. A one-to-one relationship between macropha-
ges and temperature increase has not yet been shown to exist, though. We
hypothesize that macrophages produce enough heat to generate thermal het-
erogeneity at the lumen surface of advanced atherosclerotic plaques. In order
to obtain a one-to-one relationship between temperature and macrophage con-
tent, we have studied excised aortic arches of apolipoprotein E deficient (ApoE
-/-) mice, re-equilibrated at body temperature in an incubator. The aortas were
imaged with an infrared (IR) camera, resulting to thermal maps of the surface
of the aorta. The aortas showed plaques containing both macrophages and
lipid-rich regions by histology, which were quantified. Matching of these data
sets allows us to study the one-to-one relationship between macrophages and
temperature.
6.2 METHODS
6.2.1 MICE
For the experiments, 7 male ApoE -/- mice, 30-34 weeks of age, were used.
The last 9-11 weeks, the mice were fed a Western diet containing 15% (w/v)
cacoa butter and 0.25 % (w/v) cholesterol (diet W, Hope Farms, Woerden, the
Netherlands). The mice were euthanized by exposing them to an overdose of
isofluorane, after which the vasculature was flushed using a MOPS solution
(145 mM NaCl, 4.7 mM KCl, 2 mM CaCl2x2H2O, 1.17 mM MgSO4x7H2O, 1.2
mMNaH2PO4xH2O, 5 mM glucose-D, 2 mM pyruvate, 0.02 mM EDTA, 3 mM
MOPS) heated to 37◦C. The aortic arch was clipped above the renal sidebranch
and removed, the tissue up to the adventitial layer surrounding the arch was
removed, and the arch was clipped open at the outer curve. The aortic arch
was pinned on to a silicone rubber pad. An illustration can be found in figure
6.1. On the silicone rubber pad, two rulers were placed which were also visible
in the IR image. MOPS solution at 37.0◦C was applied to the tissue to prevent
dehydration. All experiments were performed in accordance with the institu-
tional (Erasmus MC, Rotterdam, the Netherlands) and national guidelines.
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FIGURE 6.1: An aortic arch removed from an ApoE -/- mouse pinned onto a silicone
pad. Scale of rulers is mm.
o37.0 C, saturated
IR camera sampleincubator IR reflector
icecylinder to prevent air flow
holes to access interior 
(closed during measurement)
FIGURE 6.2: Schematic representation of experimental set-up, including an infrared
camera located in an incubator.
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FIGURE 6.3: Reference image, image from digital camera, with contours of aortic arch
(purple) and plaque regions (yellow).
6.2.2 EXPERIMENTAL SET-UP AND PROTOCOL
A schematic of the experimental set-up can be found in figure 6.2. After the
aortic arch was removed and pinned on to the rubber pad, a digital picture
(Kodak, DX7630) was taken from the sample before it was placed in the exper-
imental set-up in the incubator (Dra¨ger, Incubator 8000 SC). The temperature
of the incubator was fixed to 37.0◦C and the relative humidity of the air in
the incubator was nearly saturated. This enabled re-equilibration of the sam-
ple to body temperature and minimized the cooling effect of evaporation. The
infrared camera (ThermaCAM®SC 3000, FLIR Systems AB, Sweden, thermal
sensitivity 0.02◦C at 30◦C, thermal accuracy ± 1%, spatial resolution 106 µm
using a close-up lens) was placed in the incubator and aligned with the sam-
ple. A uniform background temperature was realized by reflecting the infrared
radiation of ice such that it fully surrounded the sample in the IR image.
After placing the sample in the experimental setup capturing the IR images
was started at a rate of one per second. After the sample had reached thermal
equilibrium, based on real-time evaluation of the IR images, at least 30 IR im-
ages were captured. IR images were captured up to the point at which point
the sample was removed from the incubator. A ligature was then attached to
the distal end of the sample. One of the sides was dyed (Davidson Marking
System, Bradley Products, Bloomington MN, USA) so that it could be used as
an orientation marker and the sample was embedded in TissueTek (Finetek
Sakura, Zoeterwoude, the Netherlands) and snap-frozen in liquid nitrogen.
The samples were stored at -80◦C.
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FIGURE 6.4: Snapshots of software developed in-house used for the matching pro-
cedure. A: histology cross-section showing lipid counts in red (yellow
contours represent assigned plaque regions) and grid, B: histology cross-
section showing macrophage counts in green and grid, C: matching of the
lines resulting from histology cross-sections on to the reference image (red:
plaque regions, green: non-plaque regions).
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FIGURE 6.5: Reference images showing A: lipid counts and B: macrophage counts.
Note that scales are in arbitrary units and differ between images.
6.2.3 HISTOLOGY
On the aortic arches, histologic staining was performed. Aortic arch cryosec-
tions of 7 µm at 250 µm intervals, sliced in axial direction, were mounted on
Superfrostplus glass slides (Menzel-Gla¨ser, Braunschweig, Germany). The sec-
tions were immunostained with anti-CD68 (1:200, rat antimouse, Serotec) for
macrophage detection andOil-Red-O for the identification of lipid depositions.
The sections were counterstained using nuclear fast red and Mayter’s hema-
toxylin, respectively. The stained cross-sections were captured digitally and
analyzed with a microscope image analysis system (Clemex Vison PE, Clemex
Technologies, Quebec, Canada).
6.2.4 ANALYSIS
The data that were obtained from the experiments with the IR camera had to
be matched to the data obtained from histology in order to obtain a one-to-
one relationship between macrophages and temperature measurement. The
95
A-0.5
0
0.5
1
1.5
-0.5
0
0.5
1.0
1.5
B
FIGURE 6.6: A: reference image in which the red line represents location of marker dye,
B: temperature difference image. In both images, the white lines represent
plaquelines at which histological information was available.
procedure that was followed for all mice is described in this section. Software
that was used for this procedure was developed in-house and programmed in
MATLAB (The MathWorks Inc., Natick MA, USA).
Since the images from the IR camera and the images showing the quanti-
fied histology results cannot be mapped directly on to each other, the former
showing no landmarks such as fatty regions and the latter showing only a
cross-section, the digital camera image was used as a reference image. In the
digital camera image, contours were drawn, see figure 6.3, thereby selecting
the aortic arch tissue and the plaque regions. The plaque regions were selected
based on the lipid-rich, visible as white, tissue.
In the images showing the quantified histology results for the lipid staining,
figure 6.4A, contours were drawn for the adventitial side of the section (blue),
the luminal side of the section (green), and for the plaque region (yellow). The
plaque regions were identified based on the lipid-rich, visible as red, staining.
In these images, a grid was created. The resolution of this discretizing grid
was 50 µm in circumferential direction and in radial direction the thickness of
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the tissue was divided into 5 sections. Using this grid, the spatial information
on the histological counts could be retained and it also allowed separating the
histological counts for plaque and non-plaque regions. In the images show-
ing the quantified histology results for the macrophage staining, figure 6.4B,
contours were also drawn for the adventitial side of the section (blue) and the
luminal side of the section (green). Based on the lengths and the locations of
these contours, the grid created in the images of the lipid histology was copied
to the images of the macrophage histology. In this copy procedure, the grid
was allowed to transform since the images were not identical.
These histological images were then mapped onto the reference image, the
digital camera image, using the plaque contours that were drawn in the his-
tology images for the lipid staining, figure 6.4C. The contours for the adven-
titial side of the lumen were stretched and laid on the digital camera image,
their orientation based on the ligature and marker dye that was added to the
sample after the IR camera experiments. The software allowed relocating the
stretched contours by changing the position and angle, such that lipid regions
denoted in the histology images coincided with the lipid regions seen in the
digital camera image. In figure 6.4C image, the green parts of the lines repre-
sent the non-plaque regions of the adventitial contours, the red parts represent
the plaque-regions. The histological results of this line were shown in figures
6.4A and B. The spatial coordinates of the results of the histological counts at
the grid locations were then transformed to the spatial coordinates of the dig-
ital camera image. In figures 6.5A and B, the counts of the lipid staining and
macrophage staining, respectively, are depicted on the digital camera image.
In order to match the IR camera images to the reference image, the dig-
ital camera image, they were studied to check when thermal equilibrium of
the sample had been reached. Of the IR camera images after this time point,
16 consecutive images were exported and averaged using MATLAB, resulting
to one mean image. The IR data was converted to temperatures assuming an
emissivity of 0.95 (ThermaCAM Researcher 2000, FLIR Systems AB, Sweden).
On this mean temperature image, a trend in temperature could clearly be vi-
sualized on the sections of the rubber pad that did not contain the aortic arch
tissue. The temperature data at those sections were fitted with a plane. This
plane, considered to be the background temperature, was subtracted from the
mean temperature image, resulting to a temperature difference image. Study-
ing the rubber pad with the IR camera outside the experimental set-up re-
vealed no such trend in temperature. It could thus be attributed to factors
related to the experimental set-up, and thus justified subtraction. On the re-
sulting temperature difference image, points on the rulers that were both vis-
ible in the IR camera image and the digital camera image were assigned as
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landmarks. Using the spatial coordinates of these landmarks, the temperature
difference image was transformed to the digital camera image, such that the
spatial coordinates of the landmarks, and thus also the other parts of the im-
ages, coincided.
In figure 6.6A an example of a digital camera image including the lines
representing the plaque regions, based on the histology results, can be seen.
The gray line represents the marker dye. In figure 6.6B, the matching IR image
is given, also including the plaque lines. Using the data of these images, and
those in figure 6.5, temperatures and macrophage counts can be matched.
The results, described in the next sections are stated as mean ± SD, unless
mentioned otherwise. Statistics were performed using the package SPSS 11.0
(SPSS Inc., Chicago IL, USA). To test the difference between averaged temper-
atures and differences between the 95th and 5th percentile of the temperature
ranges, a paired t-test was used. Linear regression analysis was used to test
whether slopes were different from zero. To test a positive sign of the relation-
ship between macrophages and temperatures, the sign test was used. To test
whether differences existed between results after categorization of macropha-
ges, lipids and temperature in high and low, ANOVA was used. Results were
considered to be statistically significant when p <0.05.
6.3 RESULTS
6.3.1 GENERAL
The experiments were completed according to the protocol. The time between
sacrifice of the mouse and the start of infrared imaging was 28 ± 8.0 minutes.
All mice showed one or more visibly lipid rich atherosclerotic lesions. The
plaques were generally located at the inner curve of the aortic arch, but plaques
could also be observed at bifurcations.
A total of 72 histological cross-sections were successfully matched and
quantified. These cross-sections contained 89 plaque lines, the white lines as in
the left panel of figure 6.6A. These plaque lines could be matched to 28 plaques
by visual inspection of the matching results and the digital camera image.
6.3.2 TEMPERATURE
The average temperature difference for the plaque regions was 0.21 ± 0.26◦C
and for the non-plaque region it was 0.19 ± 0.24◦C (p=0.09). We observed
that all plaque regions showed thermal heterogeneity. The difference between
the 5th percentile and 95th percentile plaque temperature difference was 0.27
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± 0.04◦C for the plaque regions. Outside the plaque regions, the aortic arch
also showed thermal heterogeneity. The difference between the 5th percentile
and the 95th percentile temperature difference was 0.37 ± 0.07◦C for the non-
plaque region (p=0.03). This difference for the non-plaque regions was always
higher than that for the plaque regions, though sometimes only slightly.
6.3.3 HISTOLOGY
Each cross-section was discretized andmacrophages and lipid counts were ob-
tained for each grid point. The total averagemacrophage count was on average
5 times higher for plaque regions than for non-plaque regions. The locations
with high macrophage counts frequently colocalized with regions of high lipid
count. The top layer, the two layers of the grid closest to the intimal side of
the lumen, contained on average 83% of the total macrophage count (range
73-93%).
The plaques all contained lipid rich regions. This is not surprising, since the
lipid rich regions were used to identify the plaque and for matching the histo-
logical results to the digital camera image. Some parts of the plaque regions,
though, did not reveal high lipid counts.
6.3.4 TEMPERATURE VS. HISTOLOGY
Per mouse For all mice (n=7), the relationship between macrophage counts
and temperature differences at the plaque locations was studied using linear
regression analysis. An example of this type of data set can be seen in figure
6.7, where the results are shown for the samemouse that was used to clarify the
analysis in section 6.2.4, including the regression line. It was testedwhether the
slopes resulting from linear regression analysis differed from zero. Three of the
seven slopes were negative (p=0.7), of which two statistically significant. Four
of the seven slopeswere positive (p=0.7), of which three statistically significant.
Linear regression analysis on the relationship between the macrophage
counts in the top layer and the temperature differences was also performed.
Of these slopes, three of the seven were negative (p=0.7), of which one statisti-
cally significant. Four of the seven slopes were positive (p=0.7), of which three
statistically significant.
When comparing the statistical results of the slopes of the full macrophage
counts and those of the top layer, the resulting p-values improved slightly.
Two of the negative slopes had a higher p-value when only the top layer is
considered, and one of the positive slopes had a lower p-value. Three of the
p-values remained the same.
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FIGURE 6.7: Example of analysis per mouse. Regression line shows the relationship be-
tween macrophage counts (on x-axis, in arbitrary units) and temperature
difference (on y-axis).
Per plaque The data points as shown in figure 6.7 were grouped per plaque,
based on visual inspection of the digital camera image and the matching re-
sults. An example of this division of the data set and the resulting slopes can
be seen in figure 6.8. For all the plaques (n=28), the slopes were calculated
using linear regression analysis. Of the total of 28 slopes, 14 were positive
(p=1.0).
When only the macrophage counts in the top layer were considered and
studied in this way, also 14 slopes were positive (p=1.0).
Per plaqueline The data points were also considered per plaque line, of
which an example can be seen in figure 6.9. These plaque lines coincide with
the white lines in figure 6.6. For all the plaque lines (n=89), the slopes were
calculated using linear regression analysis. Of these slopes, 55 were positive
(p=0.03).
When only the top layer was considered, also 55 of the slopes, relating the
macrophage counts in the top layer to the temperature, were positive (p=0.03).
Histology and temperature categorized The relationship between
macrophage counts and temperature differences could be influenced, ei-
ther positively or negatively, by the presence of lipids. Positively when it
is assumed that lipids are needed to stimulate the macrophages scavenging
activities, thereby causing increased temperatures. Negatively when one
assumes the lipids to act as an insulator, depending on the relative position
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FIGURE 6.8: Example of analysis per plaque. Different shades of gray show different
plaques. Regression lines show the relationships between macrophage
counts (on x-axis, in arbitrary units) and temperature difference (on y-axis)
for 6 plaques.
of macrophages, thereby diminishing the effect of the heat production by
macrophages.
To study this influence themacrophage counts and the lipid counts on iden-
tical locations on the plaque lines were categorized into high and low. To see
whether the presence of lipids influenced the results, the relationship between
categorized macrophage counts and categorized temperature differences was
compared to the relationship between both categorized macrophage and lipid
counts and categorized temperature differences. The median values of the
macrophage and lipid counts per mouse were used for this categorization into
high and low. The temperature differences at these location, too, were catego-
rized into high and low, also based on the median value.
In table 6.1 can be seen which percentage of data show a low and high tem-
perature difference for low and high macrophage counts, only. For example
for mouse 1, for low macrophage counts, thus macrophage counts below the
median value, 41% of data show a low temperature difference, a temperature
below the median temperature difference, and 59% show a high temperature.
When the macrophage counts are higher than the median macrophage count,
57% of data show a low temperature difference and 43% a high temperature
difference. A high macrophage count together with a high temperature differ-
ence, and a low macrophage count together with a low temperature difference
value would suggest a positive relationship between macrophages and tem-
perature difference.
In the last column, the sign of the relationship is given. When the p-value,
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FIGURE 6.9: Example of analysis per plaqueline. Different shades of gray and differ-
ent symbols show different plaquelines. Regression lines show the rela-
tionships between macrophage counts (on x-axis, in arbitrary units) and
temperature difference (on y-axis) for 24 plaquelines.
resulting from a paired t-test, was <0.05, either positive or negative, the rela-
tionship was assigned + or -. When the p-value did not show a statistically
significant relationship, it was assigned a 0. It was thus found that three of the
seven relationships between macrophages and temperature difference were of
positive sign and one negative. Three relationships were found to be statisti-
cally not significant.
The same was done for the data sets in which the macrophage and lipid
counts on the plaque lines are combined. In table 6.2 these results are given. In
these columns the percentages are given that show a low or high temperature
difference when both macrophage and lipid counts are either low or high. For
example, for mouse 1, when both macrophage and lipid counts are low, below
their respective median values, 23% of the data points show a temperature
difference lower than the median value and 77% show a higher temperature
difference. When both macrophage and lipid counts are higher than their re-
spective median values, 55% of the data show a temperature difference lower
than the median value and 45% show a higher temperature difference.
The last column in this table also shows the sign of the relationship. Like
in the previous table, the sign is + or - when the p-value showed a statistically
significant relationship, and 0 when that was not the case. For the combined
categorized data analysis, four relationships showed statistical significance, of
which two were positive. Three relationships did not show statistical signifi-
cance.
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TABLE 6.1: Percentages of categorized macrophage data, high/low, that show
high/low categorized temperature differences. First column: mouse num-
ber. Sixth column: p-value. Last column: sign of relationship when p<0.05.
Macrophages low Macrophages high
Mouse no. T low T high T low T high p +/0/-
1 41 59 57 43 0.12 0
2 59 41 41 59 0.001 +
3 35 65 65 35 <0.001 -
4 66 34 35 65 0.01 +
5 58 42 42 58 0.01 +
6 57 43 36 64 0.42 0
7 45 55 55 45 0.23 0
TABLE 6.2: Percentages of categorizedmacrophage and lipid data, high/low, that show
high/low categorized temperature differences. First column: mouse num-
ber. Sixth column: p-value. Last column: sign of relationship when p<0.05.
Macrophages and Macrophages and
lipids low lipids high
Mouse no. T low T high T low T high p +/0/-
1 23 77 55 45 0.01 -
2 62 38 37 63 0.001 +
3 35 65 63 37 0.001 -
4 73 27 33 67 <0.001 +
5 55 45 43 57 0.14 0
6 60 40 50 50 0.75 0
7 56 44 51 49 0.61 0
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6.4 DISCUSSION
The results of studying thermal heterogeneity on excised murine aortic arches
with an infrared camera, in order to obtain a one-to-one relationship between
macrophages and temperature, were described in this chapter.
For a number of cases, our results showed a clear, positive, and, depending
on how the data was evaluated statistically significant, relationship between
macrophage counts and temperature difference. When considering all data
points per mouse, 3 mice (43%) showed a positive, statistically significant rela-
tionship between macrophage counts and temperature difference. When con-
sidering these data points per plaque, 14 plaques (50%) showed a positive re-
lationship. When considering the data per plaque line, 55 plaque lines showed
a positive relationship (62%).
The presence of only high macrophage counts could not explain the ob-
served thermal heterogeneity. Some locations with a high macrophage count
did show increased temperature differences, while others did not. Further-
more, higher temperature differences were observed at locations showing
low macrophage counts. The positive relationship between temperatures and
macrophage content found by others (Casscells 1996, Verheye 2002a, Krams
2005) could not be affirmed by our data. Our findings could imply that not all
macrophages present in a plaque contribute to increased temperatures, which
may have to do with macrophages being in an active state or not. To distin-
guish between activemacrophages and non-activemacrophages, an enzymatic
staining could be introduced. In this way, active macrophages and their loca-
tions could be identified, and a relationship between active macrophages and
temperature could be established.
The relationship between categorized macrophage data and temperature
differences showed 3 positive, statistically significant relationships. When
combining categorizedmacrophage and lipid data, the number of positive, sta-
tistically significant relationships reduced to 2, and one relationship that was
not statistically significant became negative. This might indicate that lipids,
needed to stimulate the scavenging activity by macrophages, act as an insula-
tor. This effect was also described in chapter 4. To ascertain this effect, more
experiments are needed.
Thermal heterogeneity could be observed for all the mice that were stud-
ied. This heterogeneity did not exist only in the plaque regions, but also in
regions of the aortic arch outside the plaque. Thermal heterogeneity is caused
by differences in heat production and differences in cooling rates, both related
to tissue composition. Different cell types might show different heat produc-
tion values. Since in this study thermal equilibriumwas assured before images
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were selected, differences in cooling rates could be excluded. Plaques are com-
monly known to show differences in tissue composition depending on the lo-
cation within the plaque (van der Wal 1994), which could explain the thermal
heterogeneity within the plaque. Thermal heterogeneity outside the plaque
could imply that also at those locations differences exist in tissue composition,
resulting to differences in heat production, and thus explaining the thermal
heterogeneity at these locations.
The observation that not all plaques show equal thermal heterogeneity was
previously found by others. Cascells et al in their study on excised human
carotid arteries found that only 37% of the plaques had substantial warmer
regions (Casscells 1996). Thermal heterogeneity of plaquesmeasured in vivo in
coronary arteries was present only in 20, 40 and 67% of patients suffering from
stable angina, unstable angina and acute myocardial infarction, respectively
(Stefanadis 1999).
Using an IR camera, only the IR radiation emitted by the top layer of the
tissue to be studied is imaged. Focal heat sources lying deeper within the tis-
sue cannot be seen unless the produced heat results to a focal hot-spot on the
top layer. Heat production of this top layer, resulting in temperature differ-
ences on the surface, should be detectable using an IR camera when it results
in temperature differences that are larger than the accuracy of the camera. The
results that were found for macrophage counts in the top layer were identical
to the results that were found for the whole grid. This can be explained by the
fact that most of the macrophage count was located in the top layer.
One of the difficulties in interpreting the data from an IR measurement is
the influence of the emissivity of the material. The emissivity value represents
howwell a body irradiates IR radiation compared to a black body, of which the
emissivity is 1. The human body approximates this value rather well, having
an emissivity of 0.95. In our study we have assumed equal emissivity val-
ues for both the plaque and the non-plaque regions, thereby not discriminat-
ing between lipid-rich and lipid-poor tissue. Including emissivity differences,
however small, between lipid-rich and lipid-poor tissue might influence the
results.
The quantification of the histology results is of a qualitative approach,
based on visual inspection of the histology images. Exact nor approximate
cell counts were possible using this way of analysis, thus making it impossi-
ble to estimate heat production values of macrophages. Macrophage and lipid
counts between mice could not be compared, since their histology was per-
formed in different batches. Plaques were assigned based only on increased
lipid counts, assuming lipid to be an exclusive prerequisite for presence of
plaque. In addition, the matching procedure also is of a qualitative nature,
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based on visual inspection of the digital camera image. The way the histology
quantification and the matching were performed could influence the results
found describing the relationship between macrophages and temperature. To
prevent the influence of matching, a consensus meeting with four observers
was organized. Nevertheless, when performed by other observers, differences
in quantification of the histology images and differences in the matchingmight
occur.
The time between the excision of the aortic arch and the IR measurement
was on average 28 minutes, which is longer than the 15 minutes that Casscells
et al have used (Casscells 1996). Even though dehydration and dying of the
tissue was prevented by applying MOPS buffer, we cannot be certain that the
cells were still metabolically active. To check whether cells were still alive and
active, vital stains and staining for e.g. MMP’s could be applied.
6.5 CONCLUSIONS AND RECOMMENDATIONS
From our results we can conclude that sometimes there exists a positive rela-
tionship between macrophage content and increased temperature difference.
In our experiments, we have used only 7 mice, which might not have been
enough. More experiments are needed, thereby including the remarks that
were made in the previous section. These include an additional staining to
discriminate between active and non-active macrophages, somehow overcome
the qualitative nature of the histology quantification and reduce the time be-
tween excision and IR imaging.
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In this chapter, the results from the previous chapters are
summarized and discussed. The parameters that are dis-
cussed are divided into parameters regarding heat gen-
eration, heat transfer and heat detection. The main is-
sue to be addressed is whether intracoronary thermogra-
phy can be used for vulnerable plaque detection. The pa-
rameters regarding the heat generation include the dimen-
sions of the heat source, the heat production and the loca-
tion of the heat source. Heat transfer is influenced by the
flow of blood through the lumen and the location of the
heat source regarding the lipid pool. Catheter design is
discussed as main parameters involved in heat detection.
From this discussion, conclusions and a future perspective
are given.
CHAPTER 7
CONCLUSIONS: HEAT
GENERATION, TRANSFER AND
DETECTION
7.1 INTRODUCTION
The studies reported in this thesis were performed to answer the central ques-
tion: can intracoronary thermography be used for vulnerable plaque detec-
tion? To answer this question, we have identified parameters that influence
intracoronary thermography measurements, and have studied to what extend
they do so. The parameters that we have studied and discussed were iden-
tified in chapter 2, in which we combined a review of existing publications
on intracoronary thermography with related biological and physical aspects.
These parameters were studied, and the results of these studies are described
in chapters 3 through 6. In this final chapter we will summarize the results
from these chapters and discuss them regarding the aspects of heat genera-
tion, heat transfer and heat detection. Finally, we will conclude with a future
perspective for intracoronary thermography.
7.2 SUMMARY
The results of parameter studies described in chapters 3 through 5, have been
obtained using computational fluid dynamics. In these studies, we used a
schematic representation of a coronary artery in which we embedded a plaque
containing a heat source. We solved the heat and flow equations on the geo-
metrical model by applying the finite element method.
In chapter 3 both the the geometry of the heat source and the influence of
blood flow on the temperature distribution at the lumen wall were discussed.
The maximal temperature differences at the lumen wall increased when the
heat source volume increased. These maximal temperature differences var-
ied for different heat source geometries, being highest for circumferentially ex-
tended heat sources and heat sources extended in the direction of blood flow.
The blood flow was shown to act as a coolant to the lumen wall, and its influ-
ence differed for different heat source geometries. This influence was highest
for circumferentially extended heat sources and lowest when the heat source
was extended in the direction of blood flow. When the cap thickness increased,
the maximal lumen wall temperatures decreased and the influence of flow in-
creased.
The results discussed in chapter 4 related to the influence of plaque compo-
sition on the temperature distribution at the lumen wall. These results showed
the heat source location to be the main determinant of the shape of the lumen
wall temperature distribution. The impact of the location of the heat source
was most notable when the heat source was located in the shoulder region of
the plaque, leading to focal spots of higher temperature. It was shown that
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the maximal lumen wall temperature was mainly determined by the heat pro-
duction of the heat source and the cooling effect of blood flow. The insulating
properties of the lipid core increased lumen wall temperatures when the heat
source was located in the cap and the presence of vasa vasorum lowered these
temperatures.
Chapter 5 dealt with the influence of the presence and design of an in-
tracoronary thermography catheter. Presence of a polyurethane catheter, an
insulating material, contacting the lumen wall at the heat source location in-
creased temperatures, whereas a nitinol catheter, a conducting material, de-
creased the temperatures. The location at which a thermosensitive element
should be placed on the intracoronary catheter for maximal temperature read-
ings during a pullback differed for these two catheters. It was shown to lie
at the catheter edge for the nitinol catheter and at a certain distance from the
edge for the polyurethane catheter. The temperature readings reduced to back-
ground temperatures when the catheter was in close proximity but not over-
lapping the plaque. It also reduced to nearly background temperatures when
a gap existed between the catheter and the lumen wall. Occlusion of the vessel
increased temperatures, but most pronounced for the nitinol catheter.
From the results in the studies mentioned above, it was clear that more in-
formation on the heat production in vulnerable plaque is necessary. Therefore,
we have performed experiments in a first attempt to identify the heat source
in advanced, atherosclerotic plaques. In previous studies it was concluded
that macrophages act as the heat source causing the increased temperatures
in vulnerable plaques (Casscells 1996, Verheye 2002a, Krams 2005), yet a one-
to-one relationship between temperature and macrophages has not yet been
established. Having such a relationship, one could draw conclusions on the
heat production of macrophage cells in vulnerable plaques. In chapter 6 we
have tested this hypothesis and have matched macrophage counts from his-
tology to temperature measurements with an infrared camera on a one-to-one
basis. This matching showed no evident relationship between macrophages
and temperature differences, though it was present and statistically significant
in some of the mice, plaques and histological cross-sections that were studied.
This could imply that macrophages only sometimes act as the heat source in
a vulnerable plaque. Due to the way of quantification of the histologic results
it was not possible to relate heat generation by macrophages to resulting tem-
peratures, and thus to heat production values.
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7.3 DISCUSSION
The vulnerable plaque is a developmental stage in atherosclerosis, which is
known to be a disease with an important inflammatory component (Libby
2002). Inflammation is associated with increased temperatures (Rocha e Silva
1978), so vulnerable plaque could possibly be detected with thermographic
methods. Thermal heterogeneity in vulnerable plaques was shown to exist
(Casscells 1996), and thus the promising possibility of vulnerable plaque de-
tection using thermographic methods.
7.3.1 HEAT GENERATION
Regarding the heat generation, a number of aspects influence the lumen wall
temperature increase. These include the geometry of the heat source, the loca-
tion of the heat source and the amount of heat that is produced. Translating
these aspects to vulnerable plaque detection, this signifies that the dimensions
of the plaque, the cap thickness and the metabolic cell activity, or the amount
of heat generated by certain chemical processes in the vulnerable plaque, are
of importance.
In chapter 6 we have studied the thermal profile of advanced atheroscle-
rotic plaques of mice, using an infrared camera. This camera detects the ra-
diation emitted by the tissue. When the mice were studied individually, we
observed that some mice did and some did not show a relationship between
macrophages and increased temperature. The same holds when the plaques
were studied. This could imply that if we assume that macrophages are the
heat producing elements, some macrophages do generate heat and some do
not. The combination of macrophage content with lipid content did not lead
to a relationship between regions of high macrophage content and high lipid
content with increased temperature. This might indicate that scavenging of
lipid might not be an incentive for macrophages to produce heat.
Maximal lumen wall temperatures increase with heat source volume. The
larger the plaque, the higher the temperatures. When plaques were larger in
the circumferential dimension or in the direction of the blood flow, this resulted
to higher lumen wall temperatures than for plaques of equal volume extended
into the lumen wall. Heat produced at locations further away from the lumen,
will be of lower influence on the lumen wall temperature than heat produced
closer to the lumen wall. This is also the reason for the decreasing lumen wall
temperature with increasing cap thickness. The shape of the lumen wall tem-
perature distribution is mainly determined by the shape of the heat source.
When the heat source is located in the shoulder region of the plaque, this will
result to a temperature profile resembling the shape of the plaque’s shoulder
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region. The lumen wall temperatures are mainly determined by the amount of
heat that is produced by the heat source, and its volume.
The processes bywhich heat is generated in the vulnerable plaques, and the
location at which it is generated, are unknown. From literature we know that
certain plaque components, like macrophages, can produce heat above basal
metabolic levels. Macrophages, though not those associated with vulnerable
plaques, produce around 20 pW per cell at basal metabolic level (Tho´ren 1990),
but this amount can increase up to 92 pW per cell (Charlebois 2002). In addi-
tion, certain processes that take place in vulnerable plaques, like extracellular
matrix breakdown and the cholesterol ester cycle, might be exothermal and
contribute to vulnerable plaque heat generation.
A human body of 75 kg produces around 100 W of heat when moderately
active. This results to a heat production of 1.3 kW m−3. This body of 0.075
m3 fits 7.5 x 1013 cells of 10 x 10 x 10 µm3. When all these cells are consid-
ered to have a basal metabolic level of 20 pW, this results to a heat production
of 1.5 kW m−3, closely resembling the 1.3 kW m−3 obtained before. So, nor-
mal body core temperatures exist when cells produce 20 pW on average. This
implies that, when macrophages indeed act as the heat source in a vulnerable
plaque, their heat production must be higher than this basal metabolic level
of 20 pW per cell, which would result to a mere body core temperatures. Ma-
crophages occupy only 14 ± 10 % of the TCFA’s cross section (Kolodgie 2004),
which implies thatmacrophages need not only producemore heat than at basal
metabolic level to be thermally detectable, but much more.
For the numerical simulations we have performed, we adjusted the heat
production values such that the lumen wall temperatures coincided with those
that were reported in literature. We have used heat production values of 5
mW mm−3 (equal to 5 MW m3) to obtain lumen wall temperatures of around
0.2◦C. When assuming a cell volume of 10 x 10 x 10 µm3, this results to a heat
production of 5 nW per cell, which is 250 times higher than the heat production
of macrophages at basal metabolic level found in literature (Tho´ren 1990), but
only 50 times higher than those found for metabolically active macrophages
(Charlebois 2002). The results of our infrared study on excised murine aortic
arches, described in chapter 6, could not be used to verify these values.
7.3.2 HEAT TRANSFER
Since the intracoronary thermography techniques that are currently employed
rely on registration of temperatures at the lumen wall, it is necessary to know
how heat is transferred from the source to the lumen wall. Heat can be trans-
ferred by conduction, convection and by a combination of radiation and ab-
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sorption. Conduction is the transfer of heat through a medium due to a tem-
perature gradient by the exchange of molecular kinetic energy during colli-
sions of molecules. Transfer by convection requires a moving medium, such as
blood. Radiation and absorption involve the transfer of energy by electromag-
netic waves, which every object irradiates.
Regarding the results on heat transfer by convection, we found that flow
past the lumen wall influences the lumen wall temperatures. The influence of
flow is represented by the flow influence factor (FIF), as was defined in chapter
3. This factor increases with increasing flow, and is highest for plaques with
a large circumferential dimension. Its value is lowest for plaques that are ex-
tended in the direction of the blood flow. The blood can transfer heat only from
the plaque in case of a circumferentially extended plaque, whereas it can trans-
fer the heat back to the plaque in case of a plaque extended in the direction of
the flow. When the cap thickness increases, the influence of the blood flow, and
thus the amount of convection, increases. This appears counter-intuitive, since
the heat source is removed further away from the blood flow. The FIF, though,
combines the influence of both the location at which the heat is generated and
the blood flow on the lumen wall. Increasing FIF values with increasing cap
thickness thus signifies that the blood flow is of increasing influence when the
plaque is thermally less connected to the lumen wall. From the results by oth-
ers, FIF values between 1.4 and 8.4 can be calculated, which are well within the
range we have found (Stefanadis 2003b, Verheye 2004).
Results on conduction showed us that lumen wall temperatures differ
when heat is produced in front of a lipid-rich core compared to when it is
produced behind it. Heat produced in front of the core results to higher lumen
wall temperatures than when it is produced behind the core. The higher the
lipid-richness of the core, the stronger its insulating properties, and thus its in-
fluence on the heat transfer. The categorized results from chapter 6 showed
that when lipid counts were included in the analysis, the number of pos-
itive relationships between macrophage counts and temperature differences
decreased, though slightly, which might indeed confirm our numerical results.
7.3.3 HEAT DETECTION
If the heat is generated in a plaque, at a level higher than the basal metabolic
level, and transferred to the lumen wall, an increased lumen wall temperature
will result. Lumen wall temperatures are currently measured with catheters
in which an electrical thermosensitive elements, like a thermistor or a thermo-
couple, is embedded (Stefanadis 1999, Verheye 2002a, Naghavi 2003). These
elements are embedded into either a conductive material like nitinol (Naghavi
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2003, Verheye 2002a) or an insulating material like polyurethane (Stefanadis
1999). All the currently applied methods require contact between the lumen
wall and the thermosensitive element.
Use of an insulating catheter material, like polyurethane, was shown to
optimize vulnerable plaque detection. The insulating properties will prevent
heat transfer opposed to the thermal properties of a conductive material. The
latter causes heat transfer through the catheter, which will be left undetected
by the thermosensitive element. Intracoronary thermography catheters should
therefore preferentially be made of insulating materials.
Stopping the flow, either by occlusion of the whole vessel or locally by cov-
ering the plaque, will contribute to optimal temperature measurement, since
heat transfer by convection is prevented. Only a small gap between the lumen
wall and the contact surface of the thermography catheter will cause the tem-
peratures to decrease to background values, due to convection by the blood
flow, so either full contact between the catheter and the lumen wall or vessel
occlusion needs to be assured during the measurement.
Not only the radial location of the catheter is of influence on the tempera-
ture measurement. The results from chapter 5 showed the importance of deter-
mining the location of the spot at which thermographic measurements should
be performed. This should be as near to the vulnerable plaque heat source
as possible. To ensure this, one needs to increase the spatial resolution of the
measurement as high as possible.
Heat can be generated by very small heat sources, like cell clusters. This re-
sults to small spots of high temperature, which require a high spatial sampling
of the lumen wall by intracoronary catheters. The currently used catheters
sample the lumen wall at one (Stefanadis 1999), four (Verheye 2002a) or five
(Naghavi 2003) locations, which leaves large parts of the lumen wall unde-
tected. This implies that vulnerable plaques with focal heat sources might be
left undetected with these catheters.
From the results discussed in the previous chapters, it could be concluded
that many parameters influence the lumen wall temperature and that there
exists no direct relationship between vulnerable plaque heat generation and
lumen wall temperature. The influence of blood flow, cap thickness, lipid-
density of the lipid core and the presence of vasa vasorum influence the lumen
wall temperatures such that relationship cannot be established without infor-
mation on all of these parameters. Therefore, intracoronary temperature detec-
tion needs to be combined with an imaging modality and flow measurements,
to obtain information on all these parameters. This combination of techniques
could then determine the presence of a vulnerable plaque and its components.
Thermographic measurements could then be performed to determine its in-
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flammatory state by interpreting the thermographic measurements within this
framework of known parameters.
7.4 CONCLUSIONS AND FUTURE PERSPECTIVE
The central question in this thesis is whether intracoronary thermography can
be used as a vulnerable plaque detection technique. To answer this question
correctly and completely, we need to have information on the heat generation,
the heat transfer and the heat detection. A number of studies were performed
to obtain this information, but despite the extensive research described in this
thesis, there are still a number of unanswered key questions.
Regarding the generation of heat, it is still unknown what causes the in-
creased heat production. Some options were given in chapter 2, including
the lipid scavenging activities of macrophages and the possibly exothermal
processes involved in the breakdown of the extracellular matrix. One of the
ways to find out what causes increased heat production is to harvest vulnera-
ble plaques and subsequently isolate different components. These can then be
studied with e.g. microcalorimetric methods to obtain information about the
heat production.
In the previous section, some recommendations were made with respect to
the design of intracoronary catheters. These include combining them with an
imagingmodality, occluding blood flow during their measurement and the ne-
cessity of having a high spatial sampling. The only currently available imag-
ing modality that can provide the necessary additional information, such as
cap thickness and presence of lipid core, is optical coherence tomography. Be-
sides the currently applied electrical thermosensitive sensors, other ways to
measure temperature exist, which options have not been explored yet. These
are e.g. the use of liquid crystals, the use of quartz crystals and temperature
dependent fluorescence.
The results in this thesis have provided answers to a number of questions
but have also raised questions that need to be answered before a final conclu-
sion on the usefulness of intracoronary thermography for vulnerable plaque
detection can be drawn. A conclusive answer to the question whether intra-
coronary thermography can be applied for vulnerable plaque detection cannot
be given yet. Interpretation of intracoronary thermography measurements re-
quires knowledge of the object of measurement, in this case knowledge on
what processes cause increased temperatures in a vulnerable plaque. To ob-
tain a relationship between temperature and plaque vulnerability, we need to
find out how to measure lumen wall temperatures, leaving no room for doubt
when it comes to interpretation of these measurements.
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SAMENVATTING
Coronaire hart- en vaatafwijkingen kosten jaarlijks wereldwijd aan 7,2
miljoen mensen het leven en zijn daarmee de belangrijkste doodsoorzaak.
Afwijkingen aan de kransslagaderen, de aderen die het hart van bloed
voorzien, kunnen ischemie veroorzaken, welke vaak het gevolg is van
vergevorderde stadia van atherosclerose. Atherosclerose is een progressieve
ontstekingsreactie, en wordt gekarakteriseerd door vetophopingen en vor-
ming van fibreus weefsel in de grote vaten. De vulnerabele plaque is een van
de ontwikkelingsstadia van atherosclerose. Een type vulnerabele plaque on-
derscheidt zich van andere door de aanwezigheid van een lipide opeenhoping
die van het bloed wordt gescheiden door een dunne fibreuze kap. Rondom
de vetophoping bevinden zich macrofagen, vaak in de kap en in de schouder
gebieden van de kap. Het is aangetoond dat een ruptuur van dit type vul-
nerabele plaque de belangrijkste oorzaak is van hartaanvallen, en het is dus
noodzakelijk dit type plaque te detecteren zodat ze tijdig behandeld kunnen
worden.
Intracoronaire thermografie is een relatief nieuwe methode die mogelijk
vulnerabele plaques kan detecteren door middel van thermografische tech-
nieken. Dit vakgebied vindt zijn oorsprong in een publicatie van Casscells
et al (Casscells 1996), waarin thermische heterogeniteit werd aangetoond in
weefsel van halsslagaderen. Deze heterogeniteit kon gekoppeld worden aan
verhoogde celdichtheid en van deze cellen hadden de meeste cellen de eigen-
schappen van macrofagen. Na deze eerste publicatie zijn veel verschillende
studies over intracoronaire thermografie gepubliceerd. De studies die zijn ge-
rapporteerd verschillen echter in studie opzet, de gebruikte catheters en het
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subject. Zowel in vivo als ex vivo data zijn gerapporteerd, dieren en mensen
zijn bestudeerd en de catheters die zijn gebruikt verschillen in ontwerp. Door
de vele variaties is het dan ook niet verbazingwekkend dat de gemeten tem-
peraturen uiteenlopen. Verklaringen voor deze variaties zijn het onderwerp
van hoofdstuk 2, waarin een overzicht wordt gegeven van de gepubliceerde
data en ze worden benaderd vanuit een fysisch perspectief.
Om een beter beeld te krijgen vanwat van invloed is op intracoronaire ther-
mografische metingen, hebben wij numerieke simulaties verricht. Deze simu-
laties zijn het onderwerp van de hoofdstukken 3, 4 en 5. In hoofdstuk 3 werd
onderzocht hoe de geometrie van de warmte bron van invloed is op het tem-
peratuur profiel aan de vaatwand. De afmetingen van de warmtebron werden
zowel in circumferentie¨le, longitudinale en radie¨le richting gevarieerd. Tevens
werden verschillende warmteproducties van de bron beschouwd. Ook de in-
vloed van bloedstroming op het temperatuurprofiel is bestudeerd. De maxi-
male temperatuursverschillen, demaximale temperatuur aan de vaatwandmi-
nus de achtergrondtemperatuur, waren hoger wanneer de warmtebron groter
was. De maximale temperatuursverschillen varieerden voor de verschillende
geometriee¨n, en waren het hoogst voor de circumferentie¨le en de longitudi-
nale warmtebronnen. De bloedstroom zorgde voor een substantie¨le afkoeling
van de vaatwand, en de mate van invloed verschilde voor de warmtebron ge-
ometrie¨n. De invloed was het grootst voor de circumferentie¨le bronnen en het
kleinst voor de longitudinale bronnen. Wanneer de kap dikker werd, werden
de maximale temperatuursverschillen kleiner, maar de invloed van de bloed-
stroom groter.
In hoofdstuk 4 is de warmtebron gekoppeld aan een meer realistische
plaque geometrie. De warmtebron werd toegekend aan de kap, aan de schou-
dergebieden van de kap en aan een dunne laag weefsel rondom de lipide op-
hoping. Tevens werd gekeken naar wat het resultaat is wanneer al deze drie
gebieden de warmtebron vormden. In dit hoofdstuk werd ook ingegaan op de
invloed die de vasa vasorum heeft op het temperatuurprofiel aan de vaatwand.
Tevens werd onderzocht wat de invloed is van een isolerende vetophoping.
De resultaten toonden aan dat de locatie van de warmtebron het meest van
invloed was op het profiel van de temperatuursverdeling aan de vaatwand.
Deze invloed was het sterkst wanneer de warmtebron in de schoudergebieden
van de plaque was gelokaliseerd, wat tot een zeer focale temperatuursver-
hoging leidde. Demaximale temperatuur aan de vaatwandwerd voornamelijk
bepaald door de warmteproductie van de bron en het afkoelingseffect van het
bloed. De isolerendewerking van de vetophoping verhoogde de temperaturen
aan de vaatwand wanneer de warmtebron in de kap was gelokaliseerd, en de
aanwezigheid van vasa vasorum verlaagde de vaatwand temperaturen.
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Dat de invloed van de catheter op het warmteprofiel niet verwaarloosd
kan worden is de conclusie van hoofdstuk 5. Hierin werden een aantal
ontwerp parameters van het catheterontwerp getoetst. De diameter van
de catheter werd gevarieerd, het materiaal waarvan de catheter is gemaakt
werd gevarieerd tussen polyurethaan en nitinol en ook naar de positie van
de catheter ten opzichte van de warmtebron is gekeken. De locatie waar
het thermisch gevoelige element, zoals een thermokoppel of een thermistor,
geplaatst moet worden voor optimale vulnerabele plaque detectie verschilde
voor catheters gemaakt van polyurethaan en van nitinol. De aanwezigheid van
een polyurethaan catheter, een isolerend materiaal, verhoogde de tempera-
turen aan de vaatwand wanneer deze gepositioneerd was dicht bij de warmte-
bron. Een nitinol catheter, een geleidend materiaal, daarentegen verlaagde de
temperaturen. Het thermisch gevoelige element kan het beste geplaatst wor-
den aan het eind van de nitinol catheter, terwijl voor een polyurethaan catheter
het element het beste op een kleine afstand van het cathetereinde geplaatst kan
worden. Wanneer de catheter de warmtebron niet volledig bedekte, reduceer-
den de gemeten temperaturen tot de achtergrondtemperatuur. Hetzelfde was
het geval wanneer er een dunne laag bloed tussen de vaatwand en de catheter
stroomde. Het is dus van groot belang dat het thermisch gevoelige element
in contact komt met de warmtebron. Het afsluiten van de bloedstroom ver-
hoogde de temperaturen, en dit effect was het grootst voor de nitinol catheter.
Een thermografische in vivo studie is het onderwerp van hoofdstuk 6. Hier-
voor is gebruik gemaakt van eenmuismodel waarin vergevorderde atheroscle-
rotische plaques opgewekt kunnen worden. De plaques zijn bestudeerd
met een infrarood camera. Met de gebruikte experimentele opstelling is het
gebleken dat dit type plaque thermische heterogeniteit vertoont. De gemeten
temperatuursverschillen zijn gekoppeld aan de macrofaag en lipide hoeveel-
heden die gevonden zijn met histologische kleuringen. De data zijn geanaly-
seerd zowel per muis, per plaque en per histologische dwarsdoorsnede. De
analyse van deze data leverde geen eenduidige relatie op tussen macrofagen
en temperatuursverschillen.
Gezien de nieuwheid van intracoronaire thermografische detectie van vul-
nerabele plaques, valt er nog veel te onderzoeken. Om de kennis omtrent de
warmte producerende processen in vulnerabele plaques te vergroten zou men
ze calorimetrisch kunnen bestuderen. Op deze manier zou meer inzicht ver-
worven kunnen worden in de thermische activiteit van macrofagen, maar ook
in andere mogelijke oorzaken van thermische heterogeniteit, zoals de afbraak
van de extracellullaire matrix en de invloed van ontkoppelings proteı¨nen. Uit
de numerieke simulaties blijkt verder dat ook het catheterontwerp moet wor-
den verbeterd. De spatie¨le resolutie van de catheters moet worden vergroot,
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het thermosensitieve element kan worden vervangen door andere uitleesmo-
gelijkheden, bijvoorbeeld optische elementen, en de combinatie met een beeld-
verwerkings methode kan nog worden bestudeerd. In hoofdstuk 7 wordt hi-
erop verder ingegaan.
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